Please refer to the Tender Notice for Tender no. IR/GT – 01/IRCH/12-13 & for item no. 3 Combined IRSL/TL/GLSL/BLSL Radiation Reader – Qty. -1 Nos against Tender no. IR/GT – 03/IRCH/12-13 after discussion with the firm representatives came for pre –bid meeting , the following CORRIGENDUM / AMENDMENTS may be read:

TENDER NO. – IR/GT-01/IRCH/12-13 CT SCANNER ( BUY BACK BASIS)-1 NOS.

<table>
<thead>
<tr>
<th>S.No.</th>
<th>To be read as following instead of existing.</th>
</tr>
</thead>
<tbody>
<tr>
<td>1.</td>
<td>POINT NO. 6 (A) – Spiral CT: a) To be read as minimum slice thickness should be 0.625 mm and maximum slice thickness 10 mm or better range.</td>
</tr>
<tr>
<td>2.</td>
<td>POINT NO. 10 – A Client Server Architecture based solution, the server should have image storage capacity of at least 3 TB (instead of 1 TB).</td>
</tr>
</tbody>
</table>

TENDER NO. – IR/GT-03/IRCH/12-13 Combined IRSL/TL/GLSL/BLSL Radiation Reader – Qty. -1

1. Heating system (preferably Kanthal heater strip) with PID (Proportional-Integral-Derivative) or suitable controller with variable heating rates/ramp and capable of reaching endpoint temperature up to 700 °C. Heating from room temperature to 700°C at programmable heating rates from (minimum range) 0.1 K/s to 10 K/s. Isothermal TL can be performed at any fixed temperature.

2. WARRANTY & CAMC CLAUSE - ALL ARE REQUESTED TO QUOTE FOR AMC FOR 6TH TO 10TH YEAR INSTEAD OF CAMC, WHEREEVER MENTIONED IN TE DOCUMENTS.

3. ON PAGE NO. 64- DOWNTIME PENALTY CLAUSE – IT SHOULD BE READ AS:
   I - During the warranty period, desired uptime of 80% of approximately 300 working days of a year should be ensured, the equipment being non critical, clinical research, teaching and education oriented. If downtime is more than 20% the institute shall be entitled to impose penalty of the extension of warranty period by double of the days of the downtime. The vender must undertake to supply all spares for optimal upkeep of the equipment for at lease Five Years after handing over the unit to the Institute.
   II- the Principals or other agents are required to submit a certificate that they have satisfactory service arrangements and fully trained staff available to support the uptime guarantee.

4. Spare Parts:
   a) The Separate price list of all consumables and spares must be attached / enclosed in the sealed price bid without which the quotation will not be considered.
   b) If any consumable or spare other than the items mentioned in the price list attached / enclosed by the firm are required for proper functioning of the equipment , it will be provided by the firm free of cost during warranty and post – warranty period.
   c) Performance Bank guarantee for 10% of the total cost shall be submitted by the successful bidder valid till the warranty period.

The Tenderers are required to furnish the list of spares and consumables along with their current cost in the Financial bid ( price Bid) other wise the bid is liable to be rejected.

NOTE: DATE OF SALE OF TENDER FORMS, SUBMISSION, OPENING for IR/GT-01/IRCH/12-13, IR/GT-02/IRCH/12-13, IR/GT-03/IRCH/12-13 & IR/GT-04/IRCH/12-13 is amended as given below:

| Last date for the sale of Tender Forms | 08/12/2012 up to 4:00 p.m. |
| Last date of submission | 14/12/2012 up to 4:00 p.m. |
| Date of Opening | 15/12/2012 at 10:30 a.m. |

Contact Person

Asstt. Stores Officer (Dr. BRAIRCH)
R.NO. 18, Ground Floor Dr. BRAIRCH Building, AIIMS, New Delhi –29.

Please Visit our website at www.aiims.ac.in or www.aiims.edu, And tender.gov.in for further details of the tender.

The above corrigendum is issued without prejudice to other specification and terms & conditions.