1 Functional ¢ Equipment s not working. *
1 Partly functionalg Equipment s working but some parts are not operational (Not in factory perfect conditiory).

1 Functionalg Equipment and all its parts are fully operationda.

Name of Ward/Area-

New Emergency Ward

Pagel of 94

S.No. | Equipment Nam¢ Name of Name Of Supplier Date of Cost of Recommended | Date of last | *Whether If not
Manufacturer Purchase Procurement Frequency Of | maintenance| Functional or | functional
Maintenance check not details of
action taken
1 Air Purifier M/s Air InSpace M/s. Oriental Surgical | 15.04.2011 | Rs.41,88,000/ | As & when Functional
required
2. Blood Gas M/s. Radiometer M/s. E.M. Technology | 14.06.2010 | Rs. 22045106/ a Functional
Analyzer
3. BNP Analyzer M/s. Radiometer M/s. E.M. Technology | 18.06.2010 Rs. 18609501/ a Functional
4. Defibrillator M/s PHILIPS M/s. PHILIPS Eleg) Ltd. | 27.09.2013 | 9, 600+ US$ a Functional
5. a a a a a a Functional
6. Cardiac Monitor | M/s. Edan M/s. Super Medicare 20.06.2014 | 3,376/ US$ a Functional
Instruments INC.
7. ICU Ventilator M/s. Air Liquide M/s. Air Liquide Medical| 21.07.2014 | Euro 13,222/ a Functional
Medical Systems Systems
8. a a a a a a Functional
9. Automated M/s. B. Braun M/s. B. Braun Medical | 24.12.2014 | Rs. 1,35,000/ | As & when Functional
Perfusion System | Medical (India) (India) required
10. a a a a a a Functional
11 a a a a a a Functional
12. a a a a a a Functional
13 a a a a a a Functional
14. a a a a a a Not Functional| Informed to
the firm
15. a a a a a a a a
16. a a a a a a a a
17. a a a a a a a a
18. a a a a a a a a
19. a a a a a a a a
20. a a a a a a a a
21 a a a a a a a a
22. a a a a a a a a
23. a a a a a a a a
24. | Patient Trolley | M/s. Fukang, China| M/s. MGM Associates | 30.03.2015 | Rs. 1,28,000/ | As & when Functional
Cum Bed required
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25. a a a a a a Functional
26. a a a a a a Functional
27. a a a a a a Functional
28. a a a a a a Functional
29 a a a a a a Functional
30. a a a a a a Functional
3L a a a a a a Functional
32 a a a a a a Functional
33. a a a a a a Functional
34. a a a a a a Functional
35. a a a a a a Functional
36. a a a a a a Functional
37. a a a a a a Functional
38. a a a a a a Functional
39. ICU Beds M/s Monarch Surg.| M/s. D.V Enterprises | 18.03.2015| Rs. 1, 39,900/ a Functional
40. a a a a a a Functional
41. a a a a a a Functional
42, a a a a a a Functional
43, a a a a a a Functional
44. |Resuscitation Car] M/s Machan Intern M/s Merino Intern 28.10.2014 | Rs. 1,07,990/ a Functional
45, | Ultras Nebulizer | M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445HPY a Functional
46. a a a a a a Not Functional| Informed to
the firm
47. a a a a a a Functional
48 a a a a a a Functional
49, a a a a a a Functional
50. Defibrillator Shenzhen Mindray M/s Instromedix Pvt. Ltd.| 29.07.2015 | 6,950+ US$ & Functional
51. Mein ILLUMINATC M/s CHRISTIHSA | M/s Vinay Brothers Diag 31.03.2014 | 5,22,900/Rs. a Functional
52. | Ventilator M/s Air Liquide M/s Air Liquide Medical | 01.09.2016 | Rs.9,33,0006/ a Functional
53. a a a a a a Functional
54, a a a a a a Functional
55. a a a a a a Functional
56. a a a a a Functional
57. | Ultras.Nebulizer | M/s Atom M/s Vishal Surgical 11.04.2017 |JPY¥1,46,722- a Functional
58. a a a a a a Functional
59. a a a a a a Functional
60. a a a a a a Functional
61 a a a a a a Functional
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62. Functional
63. Functional
64. Functional




Name of Ward/Area:

1 Not functional ¢ Equipment s not working. *
1 Partly functionalg Equipment s working but some parts are not operational (Not in factory perfect condition). *
1 Functional¢ Equipment and all its parts are fully operational. *

Main EmergencyCasualtyOPD

Paged of 94

S.No. | Equipment Name Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not
Manufacturer Purchase Procurement Frequency Of | maintenance | Functional | functional
Maintenance | check or not details of
action taken
1. | Air Purifier Plasma Air M/s. Oriental Surgical| 15.04.2011 | Rs.41,88,000/ | As & when 15/10/2019 Working
required
2. | Cardiac Monitor] M/s. CSI, USA | M/s.Advanced 31.03.2011 | Rs. 190,000/ - : a 13/02/2021 Working Accessories
with printer Micronic Devices not working
3. a a a a a a 13/02/2021 Working a
4, a a a a a a 13/02/2021 Working a
5. a a a a a a 13/02/2021 Working a
6. | Cardiac  Monitor a M/s.Advanced 31.03.2011 | Rs. 1,82,33% | As & when 13/02/2021 Working
with printer Micronic Devices required
7. a a a a a a 13/02/2021 Working
8. | Ventilator ICU M/s Air Liquid M/s Air Liquid 28.06.2010 | Rs. 750106/) a 24/12/2019 Working
9. a a a a a a 24/12/2019 Working
10. a a a a a a 24/12/2019 Working
11 a a a a a a 24/12/2019 Working
12. a a a a a a 24/12/2019 Working
13. | Defibrillator M/s PHILIPS akad® 5SQ | 31.03.2009 | Rs.4,80,000/ a 07/01/2021 Working
14. | Defibrillator M/s. Zoll| M/s.L&T 21.07.2010 | Rs.411338+ As & when 06/11/2018 Working
Medical required
15. a a a a a a 06/11/2018 Working
16. | Emergency Patien| M/s METI USA | M/s. Medical Point 23.10.2010 | Rs. 98,30,600/ a 13/04/2015 Working
Simulation System
17. | Digital Video| M/s. Borze M/s. Maxcare Medical| 15.09.2010 |Rs. 126063/ a Working
colposcope
18. | Over Head Infan{ Fisher & Paykel | M/s. Ved Mediserve 26.03.2009 | Rs. 2,62,000/ a 08/02/2021 Working
Radiant Warmer
19. a a a a a a 08/02/2021 Working
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20. | Ultrasonic M/s. Atom M/s. Vishal Surgical | 29.05.2013 | Rs. 1,39,000/ | As & when Working

Nebulizer Medical Equipments Co., required
21. | Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 | 9, 600+ US$ o} 07/01/2021 Working

Electronics India Ltd.

22. | Ultrasonic M/s Atom M/s Vishal Surgical 17.08.2011 |1,31,000fYen | As & when Working

Nebulizer required
23. | Suction Machine M/s. Link Medical 25.08.2014 | Rs.1,19,0006/ As & when Working

Systems required
24, a a a a a Working
25. | Cardiac Monitor M/s. Edan M/s. Super Medicare 20.06.2014 | 3,376/~ US$ a 09/06/2020 Working
Instruments INC.Agencies
26. a a a a a a 09/06/2020 Working
27. a a a a a a 09/06/2020 Working
28. a a a a a a 09/06/2020 Working
29. a a a a a a 09/06/2020 Working
30. a a a a a a 09/06/2020 Working
3L a a a a a a 09/06/2020 Working
32 a a a a a o} 09/06/2020 Working
33. a a a a a a 09/06/2020 Working
34. a a a a a a 09/06/2020 Working
35. a a a a a a 09/06/2020 Working
36. a a a a a a 09/06/2020 Working
37. a a a a a o} 09/06/2020 Working
38. a a a a a a 09/06/2020 Working
39. | ICU Ventilator M/s. Air Liquide | M/s. Air Liquide 21.07.2014 Euro 13,222/ a 24/12/2019 Working
Medical Systems| Medical Systems

40. | Automated M/s. B. Braun M/s. B. Braun Medicall 24.12.2014 Rs. 1,35,000/ a Not Informed to

Perfusion System | Medical (India) | (India) Functional the firm
41. a a a a a o} a a
42. a a a a a a a a
43. a a a a a a a a
44, a a a a a a a a
45, a a a a a a a a
46. a a a a a a a a
47. a a a a a a a a
48 a a a a a a a a
49, a a a a a a a a
50. | Patient Trolley Cun| M/s Fukang, M/s. MGM Associates | 30.03.2015 | Rs. 1,28,000/ | As & when 15/02/2021 Working

Bed

China

required
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51 a a a a a a 15/02/2021 Working

52. a a a a a a 15/02/2021 Working

53. a a a a a a 15/02/2021 Working

54, a a a a a a 15/02/2021 Working

55. ICU Beds M/s  Monarch| M/s. D.V Enterprises| 18.03.2015 | Rs. 1, 39,900/ a 19/02/2021 Working
surgical

56. Defibrillator M/s. Mediana M/s. Digitex Medical | 31.03.2014 | Rs. 6,26,914/ a Working

57. | Resuscitation Cartf M/s. Machan M/s Merino 28.10.2014 | Rs. 1,07,990/ As & when Working

International International required
58. | Cautery Machine | M/s. Gebruder M/s Vishal Surgical | 23.01.2014 8,132/ Euro a Working
Martin
59. a a a a a a Working
60. Ultrasonic M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,4451PY a Working
Nebulizer

61 a a a a a a Working

62. a a a a a a Working

63. a a a a a a Working

64. a a a a a a Working

65. Defibrillator M/s. Shenzhen| M/s. Instromedix| 29.07.2015 | 6,950/ US$ As & when Working
Mindray (India) Pvt. Ltd. required

66. | Vein ILLUMINATOR M/s. CHRISTIE | M/s. Vinay Brothers 31.03.2014 | Rs. 5,22,900/ o} Working
USA Diagnostics

67. a a a a a a Working

68. Cardiac Monitor M/s Arian Health Care| 30.09.2014 | Rs. 14,75,000/ a Working

69. | Pediatric Ventilator| M/s Mekics Co | M/s Harmed| 19.07.2016 13,600+ US$ o} Working
Ltd. Technologies,

70. Defibrillator M/s Schiller M/s Schiller 20.09.2016 | Rs. 5,08,305/ a Working

Healthcare (I) P Lf Healthcare Pvt. Ltd.
71 a a a 20.09.2016 a a Working
72. Plasma Sterilizer | M/s LwoTem Co] M/s Lowtem Co. Ltd.| 26.07.2017 | USD, 42,300/ a Working




1 Not functional ¢ Equipment & not working. *
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1 Partly functionalg Equipment s working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
Name of Ward/Area: AB-1 Ward
S.No. | Equipment Name| Name of Name Of Supplier Date of Cost of Recommended | Date of last | *Whether  |If not
Manufacturer Purchase Procurement | Frequency Of | maintenance | Functional orfunctional
Maintenance check not details of
action taken
1. Cardiac Monitor | M/s Criticare M/s AdvancedMicro. | 05.07.2010 |Rs. 1,64,900/ | As & when 20/11/2019 | Functional
required
2. Cardiac Monitor | M/s Philips aka 58S Q! &|30.05.2011 Rs.2,35,000/ a 03/06/2020 | Functional
with Printer
3. a M/s Schiller M/s Schiller 19.04.2012 Rs.2,72,750¢ a 22/05/2020 | Functional
4, a a a a a a 22/05/2020 | Functional
5. Defibrillator M/s. Zoll Medical M/s.L&T 21.07.2010 Rs. 411338/ a Functional
6. Pulse Oximeter M/s Masimo M/s. C L Micromed 30.03.2010 | Rs. 1,40,000/ a 01/10/2020 | Functional
7. Slow Suction M/s. Medela M/s. Rohit Surgical | 17.06.2009 | Rs. 101745/ a 28/12/2017 | Functional
Machine
8. Pulse Oximeter | M/s. EDAN (China) M/s. Super Medicare| 31.03.2015 | Rs. 1,15,500/ a 21/02/2021 | Functional
9. a a a a a a 21/02/2021 | Functional
10. | Ultrasonic M/s Atom M/s Vishal Surgical 17.08.2011 |1,31,000FYen 21/02/2019 | Functional
Nebulizer
11 a M/s Atom M/s Vishal Surgical 03.09.2013 |1,39,000fYen a Functional
12. | Cardiac Monitor M/s Contec Medical | M/s MHS Medicare | | 20.062016 Rs.1,09,500¢ a 30/08/2019 | Functional
Sys
13. a a a a a 30/08/2019 | Functional
14. a a a a a 30/08/2019 | Functional
15. a a a a a 30/08/2019 | Functional
16. Ventilator M/s  Air  Liquide| M/s Air LiquideMed. 01.09.2016 | Rs.9,33,0006/ a 24/10/2020 | Functional
Medical
17. | Transport M/s ResMed Indig M/s ResMed India Ltd| 20.12.2016 | Rs. 3,10,000/ a 15/09/2019 | Functional
Ventilator Ltd.
18. Cardiac Monitor M/s Edan M/s Super Medicar 04.09.2017 | 2891.89fUS$ a 24/02/2019 | Functional
Instruments Inc., Agencies,
19. a a a a a a 24/02/2019 | Functional
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20. | Ultrasonic M/s Atom M/s Vishal Surgical 24.04.2017 JPY¥ a 21/02/2019 | Functional
Nebulizer 1,46,722.75
21 Patient Trolley M/s Sahni Traders | M/s Merino Intern. 12.07.2017 | Rs. 1,33,900/ 22/07/2019 | Functional
22. a a & & a a 22/07/2019 | Functional
23. Cardiac Monitor | M/s Nihon Kohden M//s Nihon Kohden | 18/02/2019 | INR2,85,860 - a 25/02/2020 | Functional
India Pvt. Ltd India Pvt. Ltd
24. a a a a a a 25/02/2020 | Functional
25. a a a a a a 25/02/2020 | Functional
26. a a & & a a 25/02/2020 | Functional
27. a a a a a a 25/02/2020 | Functional




1 Not functional ¢ Equipment & not working. *

1 Partly functionalg Equipment s working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its partare fully operational. *

Paged of 94

Name of Ward/Area:  G1 Ward
S.No. | Equipment Name | Name of Manufacturer Name Of Supplier Date of Cost of Recommended | Date of last | *Whether If not
Purchase Procurement | Frequency Of | maintenance | Functional or functional
Maintenance check not details of
action taken
1 Cardiac Monitor M/s Nihon Kohden India | M/s Nihon Kohden 18/02/2019 Rs. 2,85,860/ As & when 30/11/2020 | Functional

Pvt Ltd.

india Pvt. Ltd.

required




1 Not functional ¢ Equipment & not working. *
1 Partly functionalg Equipment s working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: D-1 Ward

PagelOof 94

S.No. | Equipment Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not functional
Name Manufacturer Purchase Procurement Frequency Of | maintenance | Functional or| details of action
Maintenance check not taken
1. |Cardiac Monitor| M/e Criticare M/s Advanced 31.03.2011 Rs.1,90.000/ As & when 06/02/2021 | Functional
with printer Micronic Devices required
2. Ventilator M/s Air Liquid M/s Air Liquid 31.03.2010 Rs.3,50,000/ a 17/02/2021 | Functional
Pulse Oximeter| M/s Masimo M/s. C L Micromed | 30.03.2010 Rs. 1,40,000/ a 26/02/2021 | Not Informed to the
Functional | firm
4. a a a a a a 26/02/2021 a a
5 a & & a G a 26/02/2021 | Functional
6. Resuscitation | M/s. Inter Metro | M/s. Care Inter 20.11.2010 US$ 4,690/ 11/09/2020 | Functional
Cart (Approx Rs.
212785})
7. Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 9, 600F US$ a 17/02/2021 | Functional
Electronics India Ltd
8. Suction M/s. Link Medical 25.08.2014 Rs.1,19,000/ a 10/12/2020 | Functional
Machine Systems
9. Cardiac M/s. Edan M/s. Super Medicare | 20.06.2014 3,376/- US$ a 25/02/2021 | Functional
Monitor Instruments INC. Agencies
10. a a a a a a 25/02/2021 | Functional
11. | ICU Beds M/s Monarch M/s D.V Enterprises | 18.03.2015 Rs. 1,39,900/ As & when 01/12/2020 | Functional
Surgical required
12. a a a a a a 01/12/2020 | Functional
13. | Defibrillator M/s Mediana M/s Digitex Medical | 31.03.2014 Rs. 6,26,914/ As & when 21/11/2020 | Functional
required
14. Ultrasonic M/s Atom M/s Vishal Surgical | 22.07.2010 1,31,000f Yen a 18/01/2021 | Not Informed to the
Nebulizer Functional | firm
15. Ultrasonic M/s. Atom M/s Vishal Surgical| 29.05.2013 | 1,39,000fJPY a 18/01/2021 | Functional
Nebulizer Medical Equipments Co.,
16. ICU Beds with M/s Linet, M/s.Pushpa 22.09.2015 | 1,782} Euro As & when 19/02/2021 | Functional
Monkey Bar Zelevcice 5, Distributors Pvt. Ltd. required
17. a a a a 19/02/2021 | Functional
18. a a a a 19/02/2021 | Functional
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19. a a 19/02/2021 | Functional

20. a a 19/02/2021 | Functional

21 M/s Air Liquide| M/s  Air  Liquide| 01.09.2016 | Rs.9,33,000/ 17/02/2021 | Functional
Ventilator Medical Medical

22. | Patient Trolley| M/s Sahni Tradergs M/s Merino Intern. 03/07/2017 Rs. 1,33,900/ 07/12/2020 | Functional

CumBed




1 Not functional ¢ Equipment & not working. *
1 Partly functionalg Equipment s working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Pagel2of 94

Name of Ward/Area: AB2 WardICU
S.No.| Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not
Manufacturer Purchag Procurement | Frequency Of | maintenance | Functional o functional
Maintenance check not details of
action taken
1. | Patient Trolley M/s Shalyaa M/s Shalyaa 13.08.2012 | Rs. 1,88,250/ As & when 23/12/2020 | Working
required
2. a a a a a a 23/12/2020 | Working
3. a a a a a a 23/12/2020 | Working
4. | Defibrillator M/s.Shenzhen M/s.Hospimax 11.10.2012 | Rs. 3, 98, 684/ a 20/07/2018 | Working Battery not
Mindray Electronics India Ltd. working
5. a a a a a a 20/07/2018 | Working
6. | Cardiac Monitor | M/s. Edan M/s. Super Medicare | 20.06.2014 | 3,376/ US$ & 22/01/2021 | Working
Instruments INC. Agencies
7. a a a a a a 22/01/2021 | Working
8. a a a a a a 22/01/2021 | Working
9. a a a a a a 22/01/2021 | Working
10. a a a a a a 22/01/2021 | Working
11. | ICU Ventilator M/s. Air Liquide M/s. Air Liquide 21.07.2014 | Euro 13,222/ a 12/01/2021 | Working
Medical Systems Medical Systems
12. a a a a a a 12/01/2021 | Working
13. | ICU Beds M/s Monarch M/s D.V Enterprises | 18.03.2015 | Rs. 1,39,900/ | As& when 01/01/2021 | Working
Surgical required
14. a a a a a a 01/01/2021 | Working
15. a a a a a a 01/01/2021 | Working
16. a a a a a a 01/01/2021 | Working
17. a a a a a a 01/01/2021 | Working
18. a a a a a a 01/01/2021 | Working
19. a a a a a a 01/01/2021 | Working
20. | Ultrasonic M/s Atom M/s Vishal Surgical 22.07.2010 |1,31,000fYen a 01/01/2021 | Working
Nebulizer
21 a M/s Atom M/s Vishal Surgical 17.08.2011 |1,31,000f Yen a 01/01/2021 | Working
22. a M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445LPY a 01/01/2021 | Working
23. | Vein M/s CHRISTIESA M/s Vinay Brothers 31.03.2014 | 5,22,900fRs. a 04/05/2019 | Working

ILLUMINATOR
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24. | Resuscitation Car| M/s Machan| M/s Merino 28.10.2014 |Rs. 1,07,990/ a Working
International International
25. | Suction Machine | M/s Monarch Surg. | M/s D.V.Enterprises | 26.03.2015 |1,15,900f Rs. a 29/01/2021 | Working
26. a a a a a a 29/01/2021 | Working
27. a a a a a a 29/01/2021 | Working
28. | Cardiac Monitor | M/s Contec Medical | M/s MHS Medicare 20.06.2016 | Rs. 1,09,500/ | As & when 16/01/2020 | Working
System, China India. required
29. a a a a a a 16/01/2020 | Working
30. a a a a a a 16/01/2020 | Working
31 Ventilator M/s Air LiquideMedi. | M/s Air Liquide Medi 01.09.2016 | Rs.9,33,000/ a 12/01/2021 | Working
32. | Cardiac Monitor | M/s SSMed M/s SS Medical Sys. ( 21.09.2015 | Rs. 1,81,16%/ a 22/01/2021 | Working
33 a a a a a a 22/01/2021 | Working
34. a a a a a a 22/01/2021 | Working
35. | Transport M/s ResMed India (P M/s ResMed India (P| 19.12.2016 | Rs. 3,10,000/ | As & when 30/01/2020 | Working
Ventilator Ltd. Ltd. required
36. a a a a a a 30/01/2020 | Working
37. ICU Beds M/s MonarchSurg. M/s D.V. Enterprises | 29.06.2017 | Rs. 1,66,000/ a 01/01/2021 | Working
38. a a a a a a 01/01/2021 | Working
39. a a a a a a 01/01/2021 | Working
40. a a a a a a 01/01/2021 | Working
41, a a a a a a 01/01/2021 | Working
42, a a a a a a 01/01/2021 | Working
43. a a a a a a 01/01/2021 | Working
44, a a a a a a 01/01/2021 | Working
45, a a a a a a 01/01/2021 | Working
46. a a a a a a 01/01/2021 | Working
47. a a a a a a 01/01/2021 | Working
48. a a a a a a 01/01/2021 | Working
49, a a a a a a 01/01/2021 | Working
50. a a a a a a 01/01/2021 | Working
51 a a a 28.07.2017 a a 01/01/2021 | Working
52. a a a a a a 01/01/2021 | Working
53. a a a a a a 01/01/2021 | Working
54, a a a a a a 01/01/2021 | Working
55. a a a a a a 01/01/2021 | Working
56. a a a a a a 01/01/2021 | Working
57. a a a a a a 01/01/2021 | Working
58. a a a a a a 01/01/2021 | Working
50, a a a a a a 01/01/2021 | Working
60. a a a a a a 01/01/2021 | Working
61 a a a a a a 01/01/2021 | Working
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62. a a a a a a 01/01/2021 | Working
63. a a a a a a 01/01/2021 | Working
64. a a a a a a 01/01/2021 | Working




1 Not functional ¢ Equipmentis not working. *

1 Partly functionalg Equipmentis working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fullgperational. *
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Name of Ward/Area: HDCC
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether |If not
Manufacturer Purchase Procurement Frequency Of | maintenance | Functional functional
Maintenance check or not details of
action taken
1 Cardiac Monitor |M/s. Edan M/s. Super Medicarel 20.06.2014 | 3,376/- US$ As & when 25/08/2020 | Working
Instruments INC. Agencies required
2. ICU Beds M/s Monarch M/s. D.V Enterprises| 18.03.2015| Rs. 1, 39,906/ a 29/09/2020 | Working
Surgical

3. a a a a a a 29/09/2020 | Working
4, a a a a a a 29/09/2020 | Working
5. a a a a a a 29/09/2020 | Working
6. a a a a a a 29/09/2020 | Working
7. a a a a a a 29/09/2020 | Working
8. Vein ILLUMINATO| M/s CHRISTIESA | M/s Vinay Brothers 23.03.2015| Rs.5,22,900¢ a 07/09/2019 | Working

Diagnostics




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fullgperational. *
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Name of Ward/Area:- G2 Ward + ICU
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Date of last *Whether If not
Manufacturer Purchase Procurement Frequency Of |maintenance | Functional orfunctional
Maintenance [check not details of
action taken
1 Cardiac  Monitor M/s. CSI, USA M/s.Advanced 31.03.2011 | Rs. 182,000/- As & when | 03/04/2019 | Not Working | Informed to
with printer Micronic Devices required the firm
2. a a a a a a 03/04/2019 a a
3. a a a a a a 03/04/2019 a a
4. a a a a a a 03/04/2019 a a
5. a a a a a a 03/04/2019 a a
6. a a a a a a 03/04/2019 a a
7. Cardiac Monitor |M/s. Edan InstrumentsM/s. Super Medicare | 20.06.2014 | 3,376/ US$ a 11/04/2020 | Working
8. a a a a a a 11/01/2020 | Working
9. ICU Bed M/s. Linet, Zelevcice | M/s. Godrej & Boyce| 29.11.2013 | 11,500+ Euro a 07/10/2020 | Working
10. a a a a a a 07/10/2020 | Working
11 a a a a a a 07/10/2020 | Working
12 a a a a a a 07/10/2020 | Working
13. | Automated M/s. B. Braun M/s. B. Braun 24.12.2014 Rs. 1,35,000/ As & when 08/10/2020 | Not Working | Informed to
Perfusion System | Medical (India) Medical (India) required the firm
14, a a a a a a 08/10/2020 a a
15. a a a a a a 08/10/2020 a a
16. a a a a a a 08/10/2020 a a
17. a a a a a a 08/10/2020 a a
18. a a a a a a 08/10/2020 a a
19. a a a a a a 08/10/2020 a a
20. a a a a a a 08/10/2020 a a
21 ICU Beds M/s Monarch M/s.D.V Enterprises | 18.03.2015 Rs. 1, 39,900/ a 01/01/2021 | Working
22. a a a a a a 01/01/2021 | Working
23. a a a a a a 01/01/2021 | Working
24, a a a a a a 01/01/2021 | Working
25. a a a a a a 01/01/2021 | Working
26. a a a a a a 01/01/2021 | Working
27. a a a a a a 01/01/2021 | Working
28. a a a a a a 01/01/2021 | Working
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29, a a a a a a 01/01/2021 | Working
30. |Ultrasonic Nebulizel M/s Atom M/s Vishal Surgical | 17.08.2011 |1,31,000/Yen a 02/09/2020 | Working
3L a M/s Atom M/s Vishal Surgical | 03.09.2013 |1,39,000/Yen a 02/09/2020 | Working
32 a M/s Atom a a a a 02/09/2020 | Working
33. a M/s Atom a a a a 02/09/2020 | Working
34. Defibrillator M/s Shenzhen MindrayM/s Instromedix (India] 29.07.2015 | 6,950+ US$ a 02/09/2020 | Working
35. [Vein ILLUMINATOFR M/s. Vinay Brothers | 31.03.2014 | Rs. 5,22,900/ a 14/10/2020 | Working
36. | Resuscitation CarfM/s Machan, Taiwan | M/s.Merino Intema. 06.04.2015 | Rs. 1,27,990/ a 18/10/2020 | Working
37. ICU Beds M/s MonarchSurg. M/s D.V. Enterprisey 28.06.2017 | Rs. 1,66,000/ a 23/01/2021 | Working
38. a a a a a a 23/01/2021 | Working
39. a a a a a a 23/01/2021 | Working
40. a a a a a a 23/01/2021 | Working
41 a a a a a a 23/01/2021 | Working
42. a a a a a a 23/01/2021 | Working
43. a a a a a a 23/01/2021 | Working
44, a a a a a a 23/01/2021 | Working
45, a a a a a a 23/01/2021 | Working
46. Patient Trolley M/s Sahni Traders | M/s Merino Intern. 03.07.2017 | Rs. 1,33,900/ a 01/09/2020 | Working
47. Cardiac Monitor M/s Edan M/s Super Medicar | 07.09.2017 | 2891.89fUS$ a 26/08/2020 | Working
48 a a a a a a 26/08/2020 | Working
409, a a a a a a 26/08/2020 | Working
50. a a a a a a 26/08/2020 | Working




1 Not functional ¢ Equipment is not working. *

==

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:

D-2 Ward

Partly functional¢ Equipment is working but some parts are not operational (Not in factory perfect condition). *
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S.No. | Equipment Name | Name of Name Of Supplier | Date of Cost of Recommended | Date of last *Whether  [If not functional
Manufacturer Purchase Procurement | Frequency Of | maintenance | Functional ordetails of action
Maintenance check not taken
1 Suction Machine | M/s. Cherion M/s. Link Medical 20.02.2008 | Rs.10,2000/ | As &when 19/12/2020 | Functional
required
2. wQ M/s. Cherion M/s. Link Medical & Rs.10,2000/ a 19/12/2020 | Functional
3 Cardiac  Monitor M/s. CSI, USA | M/s.Advanced 31.03.2011 | Rs. 182,000/ - a 06/02/2021 | Functional
with printer Micronic Devices
4, a a a a a a 06/02/2021 | Not Informed to
Functional | the firm

5. a a a a a a 06/02/2021 a a

6. a a a a a a 06/02/2021 | Functional

= a & & a a 06/02/2021 | Functional

8. Cardiac Monitor M/s Monarch M/s. D.V. 07.08.2013 | Rs.1,54, 006/ a 14/10/2020 | Functional
Surgical Enterprises

9. a a a a a a 14/10/2020 | Functional

10. a a a a a a 14/10/2020 | Functional

11 a a a a a a 14/10/2020 | Functional

12 a a a a a a 14/10/2020 | Functional

13. a a a a a a 14/10/2020 | Functional

14. a a a a a a 14/10/2020 | Functional

15. a a a a a a 14/10/2020 | Functional

16. a a a a a a 14/10/2020 | Functional

17. a a a a a a 14/10/2020 | Functional

18. | Suction Machine M/s. Link Medical | 25.08.2014 | Rs.1,19,0006/ a 15/12/2020 | Functional

19. a a a a a 15/12/2020 | Functional

20. | Cardiac Monitor M/s. Edan M/s. Super Medicare | 20.06.2014 | 3,376/ US$ a 25/02/2021 | Functional
Instruments INC.  Agencies

21. a 25/02/2021 | Functional

22, a 25/02/2021 | Functional

>3 & 25/02/2021 | Functional
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24. a a a a a 25/02/2021 | Functional
25. | PatientTrolley M/s. MGM 30.03.2015 | Rs. 1,28,000/ Functional
Cum Bed Associates
26. ICU Beds M/s Monarch M/s. D.V 18.03.2015 Rs. 1, 39,900/ | As & when 11/01/2021 | Functional
Surgical Enterprises required
27. a & a & a a 11/01/2021 | Functional
28. a a a a a a 11/01/2021 | Functional
29. a & a & a a 11/01/2021 | Functional
30. a & a & a a 11/01/2021 | Functional
31 Defibrillator M/s Mediana M/s. Digitex 31.03.2014 | Rs. 6,26,914/ As & when 14/06/2020 | Not Letter send to
Medical required Functional the firm
32. | Resuscitation Cart M/s Machan M/s Merino 28.10.2014 | Rs. 1,07,990/ a 04/12/2020 | Functional
International International
33. M/s Contec Medical| M/s MHS Medicare | 20.06.2016 | Rs. 1,09,500/ | As & when 04/12/2020 | Functional
Cardiac Monitor | System, China India. required
34. a a a a a a 04/12/2020 | Functional
35. a a a a a a 04/12/2020 | Functional
36. a a a a a a 04/12/2020 | Functional
37. a a a a a a 04/12/2020 | Functional
38. | Transport Ventilatg M/s ResMed India | M/s ResMed India ff 29.12.2016 | Rs. 3,10,000/ a 18/06/2018 | Functional
39. | Ultrasonic M/s Atom M/s Vishal Surgical | 15.04.2017 JPY¥ a 05/02/2020 | Functional
Nebulizer 1,46,722.75
40. a a a a a 05/02/2020 | Functional
41. a a a a & 05/02/2020 | Functional
42, ICU Beds M/s Monarch M/s D.V. Enterprisg 04.07.2017 | Rs. 1,66,0006/ a 11/01/2021 | Functional
E) a & & & a a 11/01/2021 | Functional
44, a a a a a a 11/01/2021 | Functional
s a & & & a a 11/01/2021 | Functional
46. a a a a a a 11/01/2021 | Functional
a7 a o & & G é 11/01/2021 | Functional
48 a a a a a a 11/01/2021 | Functional
79 a 4 & & a é 11/01/2021 | Functional
50. a a a & a a 11/01/2021 | Functional
51 a a a a a a 11/01/2021 | Functional
52. a a a & a a 11/01/2021 | Functional
53. a a a a a a 11/01/2021 | Functional
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54 a a a a a a 11/01/2021 | Functional
55. a a a a a a 11/01/2021 | Functional
56. a a a a a a 11/01/2021 | Functional
57. a & a & a a 11/01/2021 | Functional
58. a a a a a a 11/01/2021 | Functional
59. a a a a a a 11/01/2021 | Functional
60. a & a & a a 11/01/2021 | Functional
61 a a a a a a 11/01/2021 | Functional
62. a & a & a a 11/01/2021 | Functional
63. a a a a a a 11/01/2021 | Functional
64. a a a a a & 11/01/2021 | Functional
65. a a a a a a 11/01/2021 | Functional
66. a a a a a a 11/01/2021 | Functional
67. a a a a a a 11/01/2021 | Functional
68. a a a a a a 11/01/2021 | Functional
69. a a a a a a 11/01/2021 | Functional
70. a a a a a a 11/01/2021 | Functional
71 a a a a a a 11/01/2021 | Functional
72. a a a a a a 11/01/2021 | Functional
73. a a a a a a 11/01/2021 | Functional
74. a a a a a & 11/01/2021 | Functional
75. a a a a a a 11/01/2021 | Functional
76. a a a a a a 11/01/2021 | Functional
77. a a a a a a 11/01/2021 | Functional
78. Cardiac Monitor | M/s Edan Instrulnc. | M/s Super Medicag | 01.09.2017 | 2891.89/US$ a 11/01/2021 | Functional
79. a a a a a a 11/01/2021 | Functional
80. a a a a a a 11/01/2021 | Functional
81 a a a a a a 11/01/2021 | Functional
82. a a a & a a 11/01/2021 | Functional
83. a a a a a a 11/01/2021 | Functional
84. a a a & a a 11/01/2021 | Functional
85. a a a a a a 11/01/2021 | Functional




1  Not functional¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area:  AB-3 Ward
S.No. | Equipment Name | Name of Manufacturel Name Of Supplier Date of Cost of Recommended Date of last | *Whether If not
Purchase Procurement Frequency Of | maintenance| Functional o functional
Maintenance | check not details of
action taken
1 a M/s Criticare M/s Advanced 05.07.2010 | Rs. 1,64,900/ a 01/10/2020 | Functional
Micronic Devices
> a a & & G a 01/10/2020 | Functional
3. a a a a a a 01/10/2020 | Functional
7 a & & & G a 01/10/2020 | Functional
5. a o a a a a 01/10/2020 | Functional
6. a a a a a a 01/10/2020 | Functional
7. Cardiac Monitor | M/s Schiller M/s Schiller 18.04.2012 Rs. 2,72,750/ a 12/02/2021 | Functional
8. a o a a a a 12/02/2021 | Functional
9. a a a a a a 12/02/2021 | Functional
10. a a a a a a 12/02/2021 | Functional
11. a a a a a a 12/02/2021 | Functional
12. | Ventilator M/s Air Liquid M/s Air Liquid 30.03.2010 | Rs.3,50,000/ | As & when 12/01/2021 | Functional
required
13 a 2 & G a 12/01/2021 | Functional
14. a a a a a 12/01/2021 | Functional
15. a a a a a 12/01/2021 | Functional
16. | Defibrillator M/s. Zoll Medical M/s.L&T 21.07.2010 | Rs.411338F a 11/12/2020 | Functional
17. ICU Beds M/s Monarch Surgical| M/s. D.V Enterprises| 18.03.2015 |Rs. 1, 39,900/ a 11/02/2021 | Functional
18. a a a a a a 11/02/2021 | Functional
19. a a a a a a 11/02/2021 | Functional
20. a a a a & a 11/02/2021 | Functional
21. | Suction Machine | M/s Monarch Surgical| M/s D.V. Enterprises | 26.03.2015 |Rs.1,15,9006/ a 08/02/2019 | Functional
22. |Ultrasonic Nebulize| M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445LPY a 05/08/2019 | Functional
23. a M/s Atom M/s Vishal Surgical 08.05.2017 |JPY¥1,46,722.7 a 05/08/2019 | Functional
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fullgperational. *

Name of Ward/Area: MAT OT+ L/Room

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether  [If not
Manufacturer Purchase Procurement | Frequency Of | maintenance | Functional orfunctional
Maintenance check not details of
action taken
1 Suction Machine M/s. Link Medical 20.02.2008 | Rs.10,2000/ | As & when Functional
required
2. | Cardiac Monitor | M/s Schiller M/s Schiller 18.04.2012 | Rs. 2,72,750/ a Functional
3. a a a a a a Functional
4. a a a a a a Functional
5. a a a a a a Functional
6. a a a a a a Functional
7. a a a a a a Functional
8. a a a a a a Functional
9. a a a a a a Functional
10. a a a a a a Functional
11 a a a a a a Functional
12. | Ventilator M/s Air Liquid M/s Air Liquid 30.03.2010 | Rs.3,50,0006/ a Functional
13. | Resuscitation Cart| M/s. Inter Metro M/s. Care Inter 25.07.2009 | Rs. 236200/ a Functional
14. | Defibrillator M/s PHILIPS M/s. PHILIPS Electrltd. | 27.09.2013 9, 600F US$ a Functional
15. | Suction Machine M/s. Link Medical Sys | 25.08.2014 | Rs.1,19,000/ a Functional
16. | Patient Trolley M/s. MGM Associates | 30.03.2015 | Rs. 1,28,006/ a Functional
Cum Bed
17. a a a a a Functional
18. ICU Beds M/s Monarch Surg.| M/s. D.V Enterprises | 18.03.2015 |Rs. 1, 39,900/ a Functional
19. a a a a a a Functional
20. a a a a & a Functional
21. a a a a a a Functional
22. a a a a & a Functional
23. a a a a a a Functional
24, a a a a & a Functional
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25. a a a a a a Functional
26. a a a a o} a Functional
27. | Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013 |1,39,000f Yen | As & when Functional
Nebulizer required
28. | Cautery Machine | M/s. Martin M/s. Vishal Surgical 01.09.2015 | Euro 8,533.33 a Functional
29. | Suction Machine | M/s Monarch | M/s D.V. Enterprises 26.03.2015 |Rs.1,15,900/ a Not Informed to
Surgical Functional | thefirm
30. a a a a a a Functional
31 a a a a a a Functional
32 a a a a a a Functional
33 a a a a a a Functional
34. a & a o} a a Not Informed to
Functional | thefirm
35. Patient Trolley | M/s Sahni Traders|  M/s Merino Intern. 03.07.2017 | Rs. 1,33,900/ a Functional
36. a a a a a a Functional
37. a a a a a a Functional
38. a a a a a a Functional
39. Plasma Sterilizer| M/s LwoTem Co.| M/s Lowtem Co. Ltd. | 12.05.2017 | USD, 42,300/ a Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area: ~ G3 NICUA
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether  [If not
Manufacturer Purchase Procurement | Frequency Of | maintenance | Functional orfunctional
Maintenance check not details of
action taken
1 Ultrasonic M/s Atom M/s Vishal Surgical 22.07.2010 |1,31,000fYen | As & when 18/02/2021 | Functional
Nebulizer required
2. Ultrasonic M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445HPY a 18/02/2021 | Functional
Nebulizer
3. [Vein ILLUMINATOR M/s CHRISTHESA M/s. VinayBrothers 31.03.2014 | Rs. 5,22,900/ a 13/11/2017 | Functional
Diagnostics
4. |ECG Machine M/s Idan Instruments| M/s Taurus Healthcare| 06.07.2017 | Rs. 1,20,000/ a 13/08/2020 | Functional
Inc. Pvt. Ltd.
5. Defibrillator M/s InnomedHungery M/s Standard Traders 13.07.2017 | Rs. 4,35,120/ a 13/01/2021 | Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its partare fully operational. *
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Name of Ward/Area: D-3 Ward
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last | *Whether  |f not
Manufacturer Purchase Procurement | Frequency Of | maintenance | Functional orfunctional
Maintenance check not details of
action taken
1. | Cardiac Monitor | M/s Schiller M/s Schiller 18.04.2012 | Rs. 2,72,750/ | As & when 18/01/2021 | Working
required
2. a a a a a a 31/12/2020 | Working
3. o a a a a a 30/01/2021 | Working
4, a a a a a a 31/12/2020 | Working
5. a a a a a a 31/12/2020 | Working
6. | Defibrillator M/s PHILIPS M/s. PHILIPS Electronic{ 27.09.2013 | 9, 600+ US$ a 16/02/2021 | Working
India Ltd.
7. ICU Beds M/s Monarch M/s. D.V Enterprises | 18.03.2015 Rs. 1, 39,900/ | As & when 09/12/2020 | Working
Surgical required
a p a a a a 19/12/2020 | Working
Resuscitation Cart M/s Machan M/s Merino 28.10.2014 |Rs. 1,07,996/ G 15/04/2017 | Working
International International
10. | Ultrasonic M/s Atom M/s Vishal Surgical 18.04.2017 JPY¥ a 17/08/2018 | Working
Nebulizer 1,46,722.75




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name ofWard/Area:- AB-4 Ward
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last | *Whether |f not
Manufacturer Purchase Procurement Frequency Of | maintenance | Functional functional
Maintenance check or not details of
action taken
1 Slow Suction M/s. Medela M/s. Rohit Surgical | 17.06.2009 |1785/- CHF (Rs. a Not Informed to
Machine 101745}F) Working the firm
2. Cardiac Monitor | M/s Vital Sign M/s. D.V. Enterprises 07.08.2013 | Rs. 1, 54,000/ a Working
Medidevices
3. a a a a a a Working
4. Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 | 9, 600+ US$ As & when Working
Electronics India Ltd required
5. Cardiac Monitor M/s. Edan M/s. Super Medicare | 20.06.2014 | 3,376/- US$ a Not Informed to
Instruments INC.  Agencies Working the firm
6 Working
7. Working
8. Not Informed to
Working the firm
9. Automated M/s. B. Braun M/s. B. Braun 24.12.2014 | Rs. 1,35,000/ | As & when a
Perfusion System | Medical (India) Medical (India) required
10. a a a a a a a
11 a a a a a a a
12. a a a a a a a
13. a a a a a a Working
14. a 0§ o} a & a Not Informed to
Working the firm
15. | ICU Ventilator M/s RohanikéElect. 31.03.2015 | Rs.8,50,422/ a a a
16. a a a & a Working
17. | Resuscitation Carf M/s Machan Interna| M/s Merino Interra. 28.10.2014 | Rs. 1,07,9906/ a Working
18. |Ultrasonic Nebulize| M/s Atom M/s Vishal Surgical | 06.07.2015 | JPY 1,54,445/ a Working
19. | Vein ILLUMINATO| M/s CHRISTIBSA | M/s.Vinay Brothers 31.03.2014 | Rs. 5,22,900/ a Working
20. | CardiadVonitor | M/s SSMed M/s SS Medical Sys.| 21.09.2015 | Rs. 1,81,161/ a Working
21. a a & a & a Working
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22. | Ultrasonic M/s Atom M/s Vishal Surgical | 08.05.2017 JPY¥ a Working
Nebulizer 1,46,722.75

23. ICU Beds M/s MonarchSurg. | M/s D.V. Enterprises| 01.07.2017 | Rs. 1,66,006/ o} Working

24, a o a a & a Working

25. a a a a a a Working

26. a a a a a a Working

27. a a a a a a Working

28. a a a a a a Working

29. a G a a a a Not Informed to

Working | the firm

30. a a a a a a a

3L a a a a a a a

32 a a a a a a Working

33 a a a a a a Working

34. a a a a a a Working

35. a G a a a a Not Informed to

Working | the firm

36. a a a a & & a

37. a a a a a a a

38. a a a a a a Working
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is workindout some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: _ Dialysis Unit
S.No. | Equipment Name | Name of Name Of Supplier | Date of Costof Recommended | Date of last *Whether If not
Manufacturer Purchase Procurement Frequency Of maintenance | Functional or functional
Maintenance check not details of
action taken

1. | Resuscitation Cart| M/s. Inter M/s. Care Inter 20.11.2010 | Rs. 212785/ a Working
Metro

2. | CardiadVonitor M/s Vital Sing | M/s. D.V. 07.08.2013 | Rs. 1, 54, 006/ a Working
Med devices Enterprises

3. a a a a a a Working

4. | Ultrasonic M/s Atom M/s Vishal Surgical | 31.122011 |1,31,000fYen | As & when Working

Nebulizer required
5. Cautery Machine | M/s Gebruder | M/s Vishal Surgical| 23.01.2014 | 8,132/ Euro a Working
Martin
6. Transport M/s  ResMed| M/s ResMed India f 28.12.2016 | Rs. 3,10,000/ a Working
Ventilator India Ltd. Ltd.
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: G4 Ward
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Date of last | *Whether If not
Manufacturer Purchase Procurement | Frequency Of | maintenance| Functional or functional
Maintenance | check not details of
action taken
1 Cardiac Monitor M/s Criticare M/s Advanced 31.03.2011 | Rs. 1,82,33%/ As& when 06/02/2021 | Not
Micronic Devices required Working
2. a a a a a 06/02/2021 | Working
3. Cardiac Monitor | M/s Criticare M/s Advanced 31.03.2011 | Rs.1,90,000/ 06/02/2021 | Working
with Printer Micronic Devices
4, Cardiac Monitor M/s Vital Sing Med | M/s. D.V.Enterprises | 07.08.2013 | Rs. 1,54, 006/ a 29/06/2020 | Working
devices
5. a a a a a 29/06/2020 | Working
6. a a a a a 29/06/2020 | Working
7. a a a a a 29/06/2020 | Working
8. Defibrillator M/s PHILIPS M/s. PHILIPS Electroni¢ 27.09.2013 | 9, 600f US$ a 11/02/2021 | Working
India Ltd.
9. Cardiac Monitor M/s. Edan M/s. Super Medicare 20.06.2014 | 3,376/ US$ a 08/08/2020 | Working
Instruments INC.  Agencies
10. a o o o a a 08/08/2020 | Working
11. | Defibrillator M/s Mediana M/s Digitex Medical | 31.03.2014 | Rs. 6,26,914/ As &when 16/05/2017 | Working
required
12. | Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013 [1,39,000f Yen a 24/09/2019 | Working
Nebulizer
13. | Resuscitation Cart M/s Machan M/s Merino 28.10.2014 | Rs. 1,07,9906/ a 20/01/2017 | Working
International International
14. |Vein ILLUMINATOR M/s CHRISTIEBSA | M/s. Vinay Brothers 31.03.2014 | Rs. 5,22,900/ a 07/09/2019 | Working
Diagnostics
15. |Patient Trolley M/s Sahni Traders § M/s Merion 12.07.2017 | Rs. 1,33,900/ a 12/07/2019 | Working
Engineers, INDIA | International
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1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area - D-4 Ward

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last | *Whether If not
Manufacturer Purchase Procurement | Frequency Of maintenance Functional or functional
Maintenance check not details of
action taken
1. | Ventilator M/s Air Liquid M/s Air Liguid 30.03.2010 | Rs.3,50,006/ | As & when Working
required
2. Defibrillator M/s PHILIPS akad® 5SQ ! &f 31.03.2009 | Rs. 4,80,006/ a 13/08/2020 | Working
3. | Cardiac Monitor | M/s Vital Sing M/s. D.V. Enterprises 07.08.2013 | Rs. 1, 54,000/ a 14/10/2020 | Working
Med devices Pvt,
4, a a a a a 14/10/2020 | Working
5. a o a a a 14/10/2020 | Working
6. a a a a a 14/10/2020 | Working
7. | Defibrillator M/s PHILIPS M/s. PHILIPS Electronics| 27.09.2013 | 9, 600+ US$ a 13/08/2020 | Working
India Ltd.
8. | ICU Ventilator M/s Rohanika 31.03.2015 | Rs.8,50,422/ a 15/01/2021 | Working
9. Patient Trolley M/s. MGM Associates 30.03.2015 | Rs. 1,28,000/ a 02/02/2021 | Working
Cum Bed
10. | Cautery Machine | M/s Gebruder M/s Vishal Surgical 23.01.2014 | 8,132/ Euro a Working
Martin
11. | Ventilator M/s Air Liquide Medical | 01.09.2016 | Rs.9,33,000/ 15/01/2021 | Working
12. Section Machine |M/s Monarch Surg  M/s D.V. Enterprises | 25.05.2016 | Rs.1,15,900/ 22/02/2021 | Working
13. | Ultrasonic M/s Atom M/s Vishal Surgical 15.04.2017 JPY¥ 02/02/2021 | Working
Nebulizer 1,46,722.75
14. a o a a a 02/02/2021 | Working
15. a a a a a 02/02/2021 | Working
16. Cardiac Monitor M/s Edan M/s Super Medicar 01.09.2017 | 2891.89,US$ 06/02/2021 | Working

Instruments Inc.,

Agencies,
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
Name of Ward/Area: AB5 Ward
S.No. | Equipment Name of Name Of Supplier Date of Cost of Recommended|Date of last | *Whether |If not
Name Manufacturer Purchase Procurement Frequency Of |maintenance | Functional functional
Maintenance [check or not details of
action taken
1 Suction Machine| Victoria M/s. Link Medical 20.02.2008 Rs.10,2000/ | As & when 06/02/2021 | Functional
required
2. ¢ Victoria & a o} a 06/02/2020 | Functional
3. Patient Trolley M/s. MGM Associates | 30.03.2015 | Rs. 1,28,000/ a 06/02/2021 | Functional
Cum Bed
4. ICU Beds M/s Monarch Surg. | M/s. D.V Enterprises| 18.03.2015 |Rs. 1, 39,900/ a 11/02/2021 | Functional
5. a a a a o} a 11/02/2021 | Functional
6. a a a a a a 11/02/2021 | Functional
7. a a a a o} a 11/02/2021 | Functional
8. Ultrasonic M/s Atom M/s VishalSurgical 03.09.2013 |1,39,000f Yen a 11/10/2017 | Functional
Nebulizer
9. a a a a a o} 11/10/2017 | Functional
10. High Frequency M/s. F.Stephan M/s.Schiller Healthcarg 02.09.2013 | 27,301+ Euro a 10/02/2021 | Functional
Ventilator GmbH India
11 Patient  TrolleyM/s.ArjoHuntleigh M/s. Vishal Surgicg 15.07.2014 | Rs. 2,65,199/ | As & when 08/12/2017 | Functional
Lifeguard 50 Singapore PvLtd. Equipments Co. required
12. Defibrillator M/s Mediana M/s Digitex Medical 31.03.2014 | Rs. 6,26,914/ a 21/09/2019 | Not Informedto
Functional| the firm
13.  |Radiant Warmer M/s. Ved Med 31.03.2015 | Rs. 2,38,006/ a 01/01/2021 | Functional
Mobile Software
14, a a a & a 01/01/2021 | Functional
15. a a a a a 01/01/2021 | Functional
16. Ambulatory blood M/s BTL, UK M/s DigitexMedical 22.08.2013 | Rs. 1,29,000/ | As & when 08/11/2017 | Functional
pressure monitor Sys. (P) Ltd. required
17. a a & a a a 08/11/2014 | Functional
18. Vein M/s CHRISTIBSA | M/s. Vinay Brothers 05.052014 | Rs. 5,22,900/ a 15/07/2017 | Functional
ILLUMINATOR Diagnostics
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1 Not functional ¢ Equipment is not working. *
1 Partly functional¢ Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functional¢ Equipment and all its parts are fully operational. *
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Name of Ward/Area:  AB5 ICU
SNo. | Equipment Name | Name of Manufacturer | Name Of Supplier Date of Cost of Recommended Date of last | *Whether If not
Purchase Procurement [Frequency Of | maintenance | Functional or ffunctional
Maintenance | check not details of
action taken
1. Slow Suction M/s. Medela M/s. Rohit Surgical 17.06.2009 | Rs. 101745/ | As & when 23/01/2021 | Functional
Machine required
2. a a a a a a 23/01/2021 | Functional
3. a a a o} a a 23/01/2021 | Functional
4 Vein ILLUMINATO M/s CHRISTIESA M/s Vinay Brother§ 23.03.2015 [Rs. 5,22,900/ | As & when 10/02/2020 | Functional
Diagnostics required




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all itgarts are fully operational. *
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Name of Ward/Area: G5 Ward
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not
Manufacturer Purchase Procurement [Frequency Of | maintenance | Functional on functional
Maintenance check not details of
action taken
1 Bed Pediatric M/s. Merivaara M/s. Hospimedica 20.09.2010 | 2824/-Euro As & when 01/02/2021 Functional
Manually (Approx Rs. required
Operated 1610004)
2. a a a a a a 01/02/2021 Functional
3. a a a a a a 01/02/2021 Functional
4, a a a a a a 01/02/2021 Functional
5. a a a a a a 01/02/2021 Functional
6. a a a a a a 01/02/2021 Functional
7. a a a a a a 01/02/2021 Functional
8. a a a a a a 01/02/2021 Functional
9. a a a a a a 01/02/2021 Functional
10. a a a a a a 01/02/2021 Functional
11. | Suction Machine | Cherion M/s. Link Medical 20.02.2008 Rs.10,2000/ a 09/12/2020 Functional
12 ICU Beds M/s Monarch Surg.| M/s. D.V Enterprises| 18.03.2015 | Rs. 1, 39,900/ a 13/02/2021 Functional
13 a a a a a a 13/02/2021 Functional
14. a a a a a a 13/02/2001 Functional
15. a a a a a a 24/02/2021 Functional
16. Defibrillator M/s Mediana M/s Digitex Medical | 31.03.2014 | Rs. 6,26,914/ As & when Not Informed to
required Functional | the firm
17. | Ultrasonic M/s Atom M/s Vishal Surgical 17.08.2011 |1,31,000f Yen a 28/12/2020 a a
Nebulizer
18. | Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013 |1,39,000fYen | As & when 03/01/2020 Functional
Nebulizer required
19. | Resuscitation Carf M/s.Machan M/s Merino 28.10.2014 | Rs. 1,07,990/ a 07/11/2014 Functional
International International
20. | Ultrasonic M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445HPY a 16/12/2020 Functional
Nebulizer
21 a a a a a a 21/10/2020 Functional
22, M/s MHS Medicare 20.06.2016 Rs.1,09,500¢ As & when 04/12/2020 Functional
Cardiac Monitor India. required
23. a a a a a 04/12/2020 Functional
24, a a a a a 04/12/2020 Functional
25. a a a a a 04/12/2020 Functional
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26. a a a a a 04/12/2020 Functional
27. a a a a a 04/12/2020 Functional
28. a a a a a 04/12/2020 Functional
29. a a a a a 04/12/2020 Functional
30. | Paediatric M/s Mekics Co Ltd| M/s Harmed| 21.07.2016 13,600+ US$ a 15/10/2019 Functional
Ventilator Technologies,
3L a a a a a a 21/01/2021 | Not Informed to
Functional | the firm
32 a a a a a a 21/01/2021 Functional
33. | Vein ILLUMINATO| M/s CHRISTIESA | M/s Vinay Brothers 22.042014 | Rs. 5,22,900/ a 07/09/2019 Functional
Diagnostics
34. | Ultrasonic M/s Atom M/s Vishal Surgical 18.05.2017 JPY¥ a 03/01/2020 Functional
Nebulizer 1,46,722.75
35. a a a a a a 03/01/2020 Functional
36. ICU Beds M/s MonarchSurg. | M/s D.V. Enterprises | 28.06.2017 | Rs. 1,66,0006/ a 24/02/2021 Functional
37. a a a a a a 24/02/2021 Functional
38. a a a a a a 24/02/2021 Functional
39. a a a a a a 24/02/2021 Functional
40. CardiadVlonitor | M/s Edan M/s Super Medicare | 31.10.2017 | 2891.89fUS$ a 09/07/2019 Functional
41, a a a a a a 09/07/2019 Functional
42. Blood Warming | M/s Care Fusion, | Strength Healthcare | 13/03/2019 | INR 2,45,000/ a 03/01/2020 Functional
System USA
43, a a a a a a 03/01/2020 Functional




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area:  D-5 Ward
S.No.| Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not
Manufacturer Purchase Procurement | Frequency Of | maintenance | Functional on functional
Maintenance check not details of
actiontaken
1. | Bed Pediatric M/s. Merivaara M/s. Hospimedica 20.09.2010 | Rs. 1610006/) | As & when 01/02/2021 Functional
Manually Operatd required
2. a a a a a a 01/02/2021 Functional
3. a a a a a a 01/02/2021 Functional
4, a a a a a a 01/02/2021 Functional
5. a a a a a a 01/02/2021 Functional
6. a a a a a a 01/02/2021 Functional
7. a a a a a a 01/02/2021 Functional
8. a a a a a a 01/02/2021 Functional
9. a a a a a a 01/02/2021 Functional
10. a a a a a a 01/02/2021 Functional
11. | Pulse Oximeter M/s Masimo M/s. C L Micromed | 30.03.2010 | Rs.1,40,006/ a 23/01/2021 Functional
12, a a a a a a 23/01/2021 Functional
13 a a a a a a 23/01/2021 Functional
14, a a a a a a 23/01/2021 Functional
15. a a a a a a 23/01/2021 Functional
16. | Ultrasonic M/s Atom M/s Vishal Surgical | 06.07.2015 | 1,54,445LIPY a 03/12/2019 Functional
Nebulizer
17. a a a a a a 03/12/2019 Functional
18. | Paediatric M/s Mekics Co Ltd. | M/s Harmed| 21.07.2016 | 13,600+ US$ a 20/01/2021 Functional
Ventilator Technologies,
19. | Vein ILLUMINATOI M/s CHRISTIBSA | M/s Vinay Brothers | 22.042014 | Rs. 5,22,900/ a 18/01/2020 Functional
20. | Defibrillator M/s InnomedHungeryM/s Standard Traders| 13.07.2017 | Rs. 4,35,120/ a 05/02/2020 Functional
21 Cardiac Monitor | M/s Edan M/s Super Medicare| 11.11.2017 | 2891.89+US$ & 06/08/2020 Functional
22, a a a a a a 06/08/2020 Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area:  D-5 ICU
S.No.| Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Pate of last [*Whether  [If not
Manufacturer Purchase Procurement | Frequency Of maintenance [Functional orfunctional
Maintenance check not details of
action taken

1 Bed Pediatrics M/s. Meriwara M/s. Hospimedica 20.09.2010 | Rs. 1610006/ As & when 01/02/2021 | Functional

Manually required

Operated
2. Pulse Oximeter M/s Masimo M/s. C L Micromed 30.03.2010 Rs.1,40,000¢ a 23/01/2021 | Functional
3. a a a a a a 23/01/2021 | Functional
4, a a a a a a 23/01/2021 | Functional
5. a a a a a a 23/01/2021 | Functional
6. a a a a a a 23/01/2021 | Functional
7. Defibrillator M/s PHILIPS M/s. PHILIPS Electronics| 27.09.2013 | 9, 600+ US$ a 28/01/2021 | Functional

India Ltd.
8. Suction Machine M/s. Link Medical 25.08.2014 Rs.1,19,000/ a 04/12/2020 | Functional
Systems

9. Defibrillator M/s Mediana M/s Digitex Medical 31.03.2014 | Rs. 6,26,914/ a 27/09/2019 | Functional
10. | Ultrasonic M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445LPY a 03/12/2019 | Functional

Nebulizer
11. | Blood Warming| M/s Care Fusion,| Strength Healthcare 13/03/2019 | INR a 17/10/2019 | Functional

Machine USA 2,45,000.00/-
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: AB-6 Ward
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether  |[If not
Manufacturer Purchase Procurement | Frequency Of | maintenance | Functional offunctional
Maintenance check not details of
action taken
1. | Defibrillator M/s. Zoll Medical M/s.L&T 21.07.2010 | Rs. 411338/ | As & when 01/03/2020 | Working
required
2. | Pulse Oximeter M/s. EDAN (China) | M/s. Super Medicare| 31.03.2015 | Rs. 1,15,500/ a 20/11/2020 | Working
Agencies

3. Patient Trolley M/s. MGM Associates| 30.03.2015 | Rs. 1,28,0006/ a 06/02/2021 | Working

Cum Bed
4. | Ultrasonic M/s Atom M/s Vishal Surgical | 17.08.2011 |1,31,000f Yen a 28/08/2020 | Working

Nebulizer
5. a a a a a a 28/08/2020 | Not Informed to

Working the firm
6 a a 03.09.2013 |1,39,000f Yen a 28/08/2020 | Working
7 a a 06.07.2015 | 1,54,445,IPY a 28/08/2020 | Working
8. Cardiac Monitor M/s MHS Medicare In{ 20.06.2016 | Rs. 1,09,500/ a 16/09/2020 | Working
9. a a a a a 16/09/2020 | Working
10. | Ventilator M/s Air Liquide Med 01.09.2016 | Rs.9,33,000/ a 12/02/2021 | Working
11. | Transport Ventilatg M/s ResMed Indig M/s ResMed India P L| 29.12.2016 | Rs. 3,10,000/ a 13/01/2021 | Working
Ltd.

12. | Ultrasonic M/s Atom M/s Vishal Surgical 15.04.2017 JPY¥ a 01/02/2020 | Working

Nebulizer 1,46,722.75
13 p2 a a a a 28/08/2020 | Working
14. a a a a a 28/08/2020 | Working
15, a a a a a 28/08/2020 | Working
16. Cardiac Monitor | M/s Edan M/s Super Medicare | 30.10.2017 | 2891.89/US$ a 28/08/2020 | Working




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:  G6 Ward
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Date of last | *Whether |If not
Manufacturer Purchase Procurement [Frequency Of |maintenance | Functional [functional
Maintenance check or not details of
action taken
1. | Ventilator M/s Air Liquid M/s Air Liquid 30.03.2010 | Rs.3,50,000/ | As & when 05/02/2021 | Working
required
2. Slow Suction M/s. Medela M/s. Rohit Surgical 17.06.2009 Rs. 101745/ a 23/01/2021 | Not Informed to
Machine Working the firm
3. Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 | 9, 600+ US$ a 16/07/2020 | Working
Electronics India Ltd.
4. Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013 |1,39,000f Yen | As & when 19/01/2021 | Working
Nebulizer required
5. | ICU Ventilator M/s. Air Liquide M/s. Air Liquide 21.07.2014 | Euro 13,222/ a 05/02/2021 | Working
Medical Systems Medical Systems
6. M/s Contec Medical| M/s MHS Medicare 20.06.2016 | Rs. 1,09,5006/ a 05/01/2021 | Not Informed to
Cardiac Monitor | System, China India. Working the firm
7. a a a a a a 05/01/2021 a a
8. Ventilator M/s Air Liquide] M/s  Air  Liquide| 01.09.2016 | Rs.9,33,000/ a 05/02/2021 | Working
Medical Medical
9. Resuscitation Cart M/s Machan| M/s.Merino 06.04.2015 | Rs. 1,27,990/ | As & when 01/10/2020 | Working
International, International required
Taiwan
10. | Transport VentilatoM/s ResMed India Lt¢ M/s ResMed India Btd| 22.12.2016 | Rs. 3,10,000/ 04/02/2021 | Working
11 a o a 22.12.2016 a 04/02/2021 | Working
12. | Vein ILLUMINATO| M/s CHRISTIEBSA | M/s. Vinay Brothers 31.03.2014 | Rs. 5,22,900/ 21/01/2020 | Working
Diagnostics
13. | Ultrasonic M/s Atom M/s VishalSurgical 18.04.2017 JPY¥ a 19/01/2021 | Working
Nebulizer 1,46,722.75
14. | Cardiac Monitor M/s Edan M/s Super Medicar | 01.09.2017 | 2891.89,US$ a 26/08/2020 | Working
Instruments Inc., Agencies,
15. a a a a a & 26/08/2020 | Working
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1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area:  D-6 Ward/ ICU
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last | *Whether If not
Manufacturer Purchase Procurement | Frequency Of | maintenance | Functional | functional
Maintenance check or not details of
action taken
1 Cardiac Monitor | M/s Criticare M/s Advanced Micronic | 05.07.2010 | Rs. 1,64,900/ | As & when 27/04/2019 | Working
Devices required
2. a a a a a a 27/04/2019 | Working
3. | Automatic Bed M/s. Meriwara M/s. Hospimedica 02.11.2011 | Rs. 245280/ a 16/03/2018 | Working
4, a a a a a a 16/03/2018 | Working
5. a o a a a a 16/03/2018 | Working
6. a o a o a a 16/03/2018 | Working
7. a o a o a a 16/03/2018 | Working
) a & a & a a 16/03/2018 | Working
9. a o a o a a 16/03/2018 | Working
10. a o a a a a 16/03/2018 | Working
11 a o a o a a 16/03/2018 | Working
12. a o a a a a 16/03/2018 | Working
13. | Defibrillator M/s PHILIPS M/s. PHILIPS Electronic{ 27.09.2013 | 9, 600+ US$ a 17/07/2019 | Working
14. | Automated M/s. B. Braun M/s. B. Braun Medical | 24.12.2014 | Rs.1,35,000¢ a 31/03/2018 | Working
Perfusion System | Medical (India) (India)
15. a a a a a a 31/03/2018 | Working
16. a a a a a a 31/03/2018 | Working
17. a a a a a a 31/03/2018 | Working
18. a a a a a a 31/03/2018 | Working
19. a a a a a a 31/03/2018 | Working
20. | Patient Trolley M/s. MGM Associates | 30.03.2015 | Rs. 1,28,0006/ a 01/03/2020 | Not Informed to
Cum Bed Working the firm
21 Defibrillator M/s Mediana M/s Digitex Medical 31.03.2014 | Rs. 6,26,914/ As & when 01/01/2020 | Working
required
22. a a a a a a 01/01/2020 | Working
23. | Ultr. Nebulizer M/s Atom M/s Vishal Surgical 22.07.2010 |1,31,000fYen a 14/03/2019 | Working
24. | Ultr. Nebulizer M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445LIPY a 14/03/2019 | Working
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25. | Ventilator M/s Air Liquide Medical | 01.09.2016 | Rs.9,33,000/ 14/03/2019 | Working
26. | TransportVentilatorM/sResMed Ind. Lt{ M/s ResMed India P Ltd| 22.12.2016 | Rs. 3,10,000/ a 14/03/2019 | Working
27. | Ultrasonic M/s Atom M/s Vishal Surgical 17.04.2017 JPY¥ a 14/03/2019 | Working
Nebulizer 1,46,722.75
28. ICU Beds M/s MonarchSurg. | M/s D.V. Enterprises 29.06.2017 | Rs. 1,66,000/ a 24/02/2021 | Working
29. a G a a a a 24/02/2021 | Working
30. a a a a a a 24/02/2021 | Working
3L a G a a a a 24/02/2021 | Working
32 a a a a a a 24/02/2021 | Working
33 a G a a a a 24/02/2021 | Working
34. a a a a a a 24/02/2021 | Working
35. a o a o a a 24/02/2021 | Working
36. a G a a a a 24/02/2021 | Working
37. a o a o a a 24/02/2021 | Working
38. a o a 15.07.2017 a a 24/02/2021 | Working
39. a o a o a a 24/02/2021 | Working
40. a o a a a a 24/02/2021 | Working
41 a a a a a a 24/02/2021 | Working
42. PatientTrolley | M/s Sahni Tradery  M/s Merino Intern. 03.07.2017 | Rs. 1,33,900/ a 04/01/2019 | Working
43. | Cardiac Monitor M/s Edan M/s Super Medicar 21.09.2017 | 2891.89+US$ a 04/01/2019 | Working
44, a a a a a a 04/01/2019 | Working
45, a o a a a a 04/01/2019 | Working
46. a o a o a a 04/01/2019 | Working
47. Cardiac Monitor | M/s NihonKohden| M/s NihonKohden India| 18/02/2019 | INR 2,85,860/ a 28/02/2019 | Working
India Pvt. Ltd. Pvt. Ltd.
48, a ) a 28/02/2019 | Working
49 a a 28/02/2019 | Working
50. a 28/02/2019 | Working




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name ofWard/Area:-

AB-7 Ward +ICU
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last [*Whether If not
Manufacturer Purchase Procurement Frequency Of | maintenance [Functional or functional
Maintenance check not details of
action taken
1 Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 | 9, 600f US$ a 11/02/2021 | Functional
Electronics India Ltd.
2. Cardiac Monitor M/s. Shenzhen M/s. Rohanika] 02.07.2013 Rs. 4, 28,052/ | As & when 16/01/2021 | Functional
Electronics required
3. a G a a a a 16/01/2021 | Functional
7 a & & & a a 16/01/2021 | Functional
5. a G a a a a 16/01/2021 | Functional
6. a G a a a a 16/01/2021 | Functional
7. Cardiac Monitor M/s Edan M/s Super Medicar | 01.09.2017 | 2891.89fUS$ a 30/01/2021 | Functional
Instruments Inc., Agencies,
8. a G a a a a 30/01/2021 | Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its partare fully operational. *
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Name of Ward/Area: AB7 KTP
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Date of last FWhether  [If not functional
Manufacturer Purchase Procurement | Frequency Of | maintenance [Functional details of action
Maintenance |check or not taken
1 Cardiac Monitor M/s. Shenzhen M/s.Rohanika 02.07.2013 Rs.4,28,052/ | As & when 16/01/2021 | Functional
Electronics required
2 a & & & a a 16/01/2021 | Functional
3. a a a a a a 16/01/2021 | Functional
4. a a a a a a 28/10/2020 | Functional
5. a a a a a a 16/01/2021 | Functional
6. Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013 |[1,39,000fYen | As & when 24/05/2018 | Functional
Nebulizer required
7. | Transport Ventilatg M/s ResMed Indi§ M/s ResMed IndiaP j 30.12.2016 | Rs. 3,10,0006/ a 12/03/2019 | Functional
Ltd.
8. ICU Beds M/s Monarch M/s D.V. Enterprise§ 28.06.2017 | Rs. 1,66,000/ a 21/04/2019 | Functional
9. a a & a a a 21/04/2019 | Functional
10. a a a a a a 21/04/2019 | Functional
11 a a a a a a 21/04/2019 | Functional
12 a a a a a a 21/04/2019 | Functional




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fullgperational. *

Name of Ward/Area- G7 Ward
S.No. | Equipment Name | Name of Name Of Supplier | Date of Cost of Recommended | Date of last [*Whether If not
Manufacturer Purchase Procurement Frequency Of | maintenance |Functional  functional
Maintenance check or not details of
action taken
1. | Cardiac Monitor | M/s. Shenzhen M/s. Rohanikal 02.07.2013 Rs. 4, 28,052/ | As & when 15/01/2021 | Working
Electronics required
2. a a a a a o} 15/01/2021 | Working
3. Cardiac Monitor M/s MHS Medicare | 20.06.2016 | Rs. 1,09,500/ a 05/01/2021 | Working
India.
7 a 2 & & G 05/01/2021 | Working
5. | Transport VentilatgM/s ResMed India LtqM/sResMed India P L| 21.12.2016 | Rs. 3,10,0006/ a 21/12/2021 | Working
6. ICU Beds M/s MonarchSurg. | M/s D.V. Enterprise§ 09.07.2017 | Rs. 1,66,000/ a 14/08/2020 | Working
7 a & a a & a 14/08/2020 | Working
8. a o a a a a 14/08/2020 | Working
9. a & a a a a 14/08/2020 | Working
10. a o a a a a 14/08/2020 | Working
11 a a a a a a 14/08/2020 | Working Side railing
broken
12. a & a a a a 14/08/2020 | Working
13. a o a a G a 14/08/2020 | Working
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
Name of Ward/Area: D-7 Ward + HDU

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of RecommendedDate of last | *Whether | If not
Manufacturer Purchase Procurement | Frequency Of maintenance | Functional | functional
Maintenance [check or not details of
action taken
1 Cardiac Monitors | M/s. Schiller M/s. Schiller 25.05.2012 | Rs. 2,72,750/ | As & when 22/01/2021 | Functional
required
2. a a a a a a 22/01/2021 | Functional
3. a a a a a a 22/01/2021 | Functional
4, a a a a a a 17/10/2019 | Functional
5. a a a a a a 22/01/2021 | Functional
6. Slow SuctMachine| M/s. Medela M/s. Rohit Surgical 17.06.2009 Rs. 101745/ a 26/09/2016 | Functional
7. Cardiac Monitor M/s. Shenzhen M/s. Rohanika Electro| 02.07.2013 Rs. 4,28,052/ a 27/09/2019 | Functional
8. a a a a a a 27/09/2019 | Functional
9. a a a a a a 27/09/2019 | Functional
10. a a a a a a 27/09/2019 | Functional
11 a a a a a a 27/09/2019 | Functional
12, a a a a a a 27/09/2019 | Functional
13. a a a a a a 27/09/2019 | Functional
14. | Syringe Pump M/s. B. Braun Medi.| M/s. B.Braun Medical | 24.12.2014 | Rs. 1,35,000/ a 27/09/2019 | Functional
15. a a a a a a 20/10/2018 | Functional
16. Defibrillator M/s Mediana M/s Digitex Medical | 31.03.2014 | Rs. 6,26,914/ a 27/09/2019 | Functional
17. | Transport Ventilatg M/s ResMed India L{ M/s ResMed India P L| 20.12.2016 | Rs. 3,10,000/ a 12/10/2019 | Functional
18. a a a a a a 12/10/2019 | Functional
19. a a a 21.12.2016 a a 12/10/2019 | Functional
20. |Defibrillator M/s Schiller Health. P| M/s Schiller Health. 02.09.2016 | Rs. 5,08,305/ a 27/09/2019 | Functional
21. |Ultrasonic Nebulize| M/s Atom M/s Vishal Surgical 22.05.2017 PPY¥1,46,722- a 23/09/2019 | Functional
22, a a a a a a 23/09/2019 | Functional
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but somearts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area: Main OT- 1
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Pate of last  Whether If not
Manufacturer Purchase Procurement | Frequency Of maintenance [Functional or functional
Maintenance theck not details of
action taken
1 Cautery Machine | M/s. Gebreider M/s. Vishal Surgical | 15.07.2010 | 8,400/Euro As & when 26/08/2020 | Functional
Martin (Approx Rs. required
480984+ )
2. | O.T.Light M/s. Gebreider M/s. Vishal Surgical | 06.07.2010 | 32512.00 Eurog a 24/10/2021 | Functional
Martin (Approx Rs.
18616374)
Suction Machine | M/s Monarch Surg. | M/s D.V. Enterprises | 26.03.2015 |1,15,900f Rs. a 12/10/2019 | Functional
4 a & a a ot 12/10/2019 | Functional




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and allts parts are fully operational. *
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Name of Ward/Area: Main OT¢ 2+3
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last [*Whether If not
Manufacturer Purchase Procurement | Frequency Of | maintenance [Functional or functional
Maintenance check not details of
action taken
1. | Suction Machine M/s. Link Medical 20.02.2008 | Rs.10,20006/ | As & when 24/12/2020 | Working
required
2. | Cautery Machine | M/s. Gebreider M/s. Vishal 15.07.2010 | 8,400/-Euro a 09/12/2019 | Working
Martin (Approx Rs.
480984} )
3. a a a a a 09/12/2019 | Working
4. a a a a a 09/12/2019 | Working
5. | Suction Machine M/s D.V. Enterprises | 26.03.2015 |1,15,900f Rs. a 10/11/2015 | Working
6. a a a a a 10/11/2015 | Working




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area:  Main OT- 4+5
S.No. | Equipment Name | Name of Manufacturey Name Of Supplier Date of Cost of Recommended [Date of last *Whether  [f not
Purchase Procurement | Frequency Of [maintenance | Functional orfunctional
Maintenance [check not details of
action taken
1 Cautery Machine | M/s. Gebreider Martin| M/s. Vishal Surgical | 24.07.2012 | 8,400/-Euro As & when 10/12/2019 | Not Informed to
(Approx Rs. required Functional | the firm
480984+)
2. Suction Machine | M/s Cheiron, Czech | M/s. Link Medical 01.092014 Rs.1,19,000/ | As & when 21/12/2020 | Functional
Republic Systems required
3. a 21/12/2020 | Functional
4. a 21/12/2020 | Functional
5 a 21/12/2020 | Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but somearts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area:  Main OT¢ 6+7
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Date of last Whether If not
Manufacturer Purchase Procurement | Frequency Of |maintenance [Functional or functional
Maintenance [check not details of
action taken

1. | Cautery Machine | M/s. Gebreider M/s. Vishal Surgical | 18.02.2014 | 8132-Euro As & when 23/01/2020 | Working
Martin required

2. | Suction Machine | M/s. Cheiron, Czech M/s. Link Medical 11.092014 | Rs.1,19,000/ a 21/12/2020 | Working
Republic Systems

3. a ) o a a a 21/12/2020 | Working

4. a a a a a 21/12/2020 | Working

5. a a a a a 21/12/2020 | Working

6. High SpeedRapid M/s. Life Force 18.07.2012 | Rs. 5,50,000/ a 19/01/2021 | Working

STERLIZER

7. Cautery Machine | M/s HEBU Medical | M/s Pukhya Healthcar| 05/11/2014 | Euro. 6,600/ a 07/07/2017 | Working

Gmbh,




1 Not functional ¢ Equipment is not working. *

1 Partlyfunctional ¢ Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:

Main OT¢ 8+8A(ENT OT)
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S.No.| Equipment Name | Name of Name Of Supplier Date of Cost of Recommended |Date of last [Whether If not
Manufacturer Purchase Procurement | Frequency Of |maintenance [Functional or functional
Maintenance check not details of
action taken
1. | OTTable M/s. Merivaara M/s. Hospimedica 24.01.2011 | Euro 31088/ | As & when 30/11/2020 | Working
(Approx Rs. | required
1780098})

Cautery Machine | M/s. Martin M/s. Vishal Surgical | 24.07.2012 | Euro 8,400/ 21/09/2020 | Working

q p & a 4 21/09/2020 | Working

Cautery Machine | M/s Gebruder M/s Vishal Surgical | 23.01.2014 | 8,132/ Euro 21/09/2020 | Working
Martin

5. o a a a a a 21/09/2020 | Working

6. a a a a a a 21/09/2020 | Working

7. | Suction Machine | M/s Monarch Surg. | M/s D.V. Enterprises | 26.03.2015 |1,15,900fRs. a 27/08/2020 | Working

8. a a a a a a 27/08/2020 | Working

9. a a a a a o} 27/08/2020 | Working

10. & a a a a a 27/08/2020 | Working

11 M/s MHS Medicare 20.06.2016 Rs. 1,09,500/ a 05/03/2018 | Working

Cardiac Monitor India.

12. | Cautery Machine | M/s HEBU Medical | M/s Pukhya Healthcan 05/11/2014 | Euro. 6,600/ G 21/04/2015 | Working
Gmbh,

13 o a a a a a 21/04/2015 | Working




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area: Main OT 9
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Date of last  FWhether If not
Manufacturer Purchase Procurement | Frequency Of maintenance [Functional or functional
Maintenance theck not details of
action taken
Cautery Machine | M/s. Martin M/s. Vishal Surgical | 24.07.2012 | Euro 8,400/ | As & when 03/05/2019 | Working Display not
required working
Cautery Machine | M/s. Martin M/s. Vishal Surgical | 01.09.2015 | Euro 8,533.33 a 28/08/2020 | Working
Suction Machine | M/s Monarch Surg. | M/s D.V. Enterprises | 26.03.2015 |Rs.1,15,900¢ a 12/04/2017 | Working
a & & a & 12/04/2017 | Working
1. a G a a a 12/04/2017 | Working




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:

Main OTc 10+11

Pageblof 94

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last [*Whether If not
Manufacturer Purchase Procurement | Frequency Of | maintenance |Functional or | functional
Maintenance check not details of
action taken
1 O T Table M/s. Merivaara M/s. Hospimedica 25.10.2010 | Euro 31088/ | As & when 11/02/2021 | Functional
(Approx Rs. | required
1780098+)
2. O.T. Light M/s.Martin M/s.Vishal Surgical 06.07.2010 | Rs. 1861637/ a 03/09/2020 | Functional
3. | Suction Machine | M/s. Cheiron, Czech | M/s. Link Medical 25.08.2014 | Rs.1,19,000/ | As & when 21/12/2020 | Functional
Republic Systems required
4. a a a a a a 21/12/2020 | Functional
5. a a a a a a 21/12/2020 | Functional
6. a a a a a a 21/12/2020 | Functional
7. Cautery Machine | M/s. Gebruder Martin| M/s Vishal Surgical | 23.01.2014 | 8,132+ Euro a 03/09/2020 | Functional
8. a a a a a a 03/09/2020 | Functional
9. Cautery Machine | M/s. Martin M/s. Vishal Surgical | 01.09.2015 | 8,533.33 Euro a 03/09/2020 | Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area: Main OT¢ 12
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Date of last  *Whether |[If not functional
Manufacturer Purchase Procurement | Frequency Of maintenance [Functional details of action
Maintenance check or not taken
1. | Suction Machine | M/s. Victoria M/s. Link Medical 20.02.2008 | Rs.10,2000/ | As & when 21/12/2020 | Working
required
2. a a a a a a 21/12/2020 | Working
3 Cautery Machine | M/s. Gebreider M/s. Vishal Surgical | 15.07.2010 | 8,400/Euro a 18/02/2021 | Not Informed to the
Martin (Approx Rs. Working firm
480984} )
4. a a a a a a 18/02/2021 a a
5. Suction Machine | M/s Cheiron, Czecl| M/s. Link Medical 25.08.2014 | Rs.1,19,000/ a 21/02/2020 | Working
Republic Systems
a & & a a a 21/02/2020 | Working
LED O.T. Light wit| M/s. S..LM.E.O.N. M/s Shalyaa 02.09.2013 | 19339/-Euro | As & when 28/01/2021 | Working
Camera Medical Gmbh International (Approx Rs. | required
13,75,583.07)
8. Cautery Machine M/s Gebruder M/s Vishal Surgical | 23.01.2014 | 8,132/ Euro a 03/03/2020 | Working
Martin
9. a a a a a a 03/03/2020 | Working
10. | Suction Machine | M/s Monarch M/s D.V. Enterprises | 26.03.2015 |1,15,900fRs. | As & when 20/01/2020 | Working
Surgical required
11 a a a a a a 20/01/2020 | Working
12. Radiant  Warmer M/s. Ved Med 31.03.2015 | Rs.2,38,000¢ a 10/01/2021 | Working
Mobile Software




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fullgperational. *

Name ofWard/Area:- Main OT Anesthesia Store- Main O.T Store
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Date of last  FWhether If not
Manufacturer Purchase Procurement | Frequency Of maintenance [Functional or functional
Maintenance check not details of
action taken
1. Automated M/s. B. Braun M/s. B. Braun Medical| 24.12.2014 |Rs. 1,35,000/ | As & when 17/05/2018 | Functional
Perfusion System | Medical (India) (India) required
2. a a a a a a 17/05/2018 | Functional
3. a a a a a & 17/05/2018 | Functional
4, a a a a a a 17/05/2018 | Functional
5. a a a a a & 17/05/2018 | Functional
6. a a a a a a 17/05/2018 | Functional
7. a a a a a & 17/05/2018 | Functional
8. a a a a a a 17/05/2018 | Functional
9. a a a a a a 17/05/2018 | Functional
10. a a a a a & 17/05/2018 | Functional
11 Cardiac Monitor |M/s.Arian Healthare| M/s. Arian Healthare 03.07.2014 Rs.14,75,000/ a 12/07/2019 | Functional
12. a a a a a & 12/07/2019 | Functional
13. a a a a a a 12/07/2019 | Functional
14. a a a a a & 12/07/2019 | Functional
15. Plasma Sterilizer M/s. Johnson & J M/s. Johnson & J 20.03.2015 | Rs.41,96,400/ a 16/05/2020 | Functional
16. | Pulse Oximeter M/s. EDAN (China)| M/s. Super Medicare| 31.03.2015 | Rs. 1,15,500/ a 26/01/2020 | Functional
Agencies
17. a a a a a a 26/01/2020 | Functional
18. | Vein ILLUMINATO| M/s CHRISTIBSA | M/s. Vinay Brothers 31.03.2014 | Rs. 5,22,900/ | As & when Functional
Diagnostics required
19. M/s Contec M/s MHS Medicare 20.06.2016 Rs. 1,09,500/ a 06/10/2020 | Functional
Cardiac Monitor | Medical SysChina | India.
20. a a a a a 01/10/2020 | Functional
21 Defibrillator M/s Schiller M/s Schiller 07.10.2016 | Rs. 5,08,305/ 11/02/2021 | Functional
Healthcare (I) P Ltd.| Healthcare Pvt. Ltd.
22. a a a a a a 11/02/2021 | Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: AB8 ICU
SNo. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Pate of last  FWhether f not
Manufacturer Purchase Procurement | Frequency Of maintenance [Functional or functional
Maintenance theck not details of
action taken
1 Patient trolley M/s. Merivaara M/s. Hospimedica 22.08.2013 |Rs. 2, 54, 503/| As & when 26/10/2020 | Functional
International required
2. a a a a a a 26/10/2020 | Functional
3. a a a a a a 26/10/2020 | Functional
4 a a a a a a 26/10/2020 | Functional
5. a a a a a a 26/10/2020 | Functional
6. a a a a a a 26/10/2020 | Functional
7. a a a a a a 26/10/2020 | Functional
8. a a a a a a 26/10/2020 | Functional
9. a a a a a a 26/10/2020 | Functional
10. a a a a a a 26/10/2020 | Functional
11 a a a a a a 26/10/2020 | Functional
12, a a a a a a 26/10/2020 | Functional
13. a a a a a a 26/10/2020 | Functional
14. a a a a a a 26/10/2020 | Functional
15. a a a a a a 26/10/2020 | Functional
16. a a a a a a 26/10/2020 | Functional
17. a a a a a a 26/10/2020 | Functional
18. a a a a a a 26/10/2020 | Functional
19. a a a a a a 26/10/2020 | Functional
20. a a a a a a 26/10/2020 | Functional
21. | Slow Suction M/s. Medela M/s. Rohit Surgical 17.06.2009 | Rs. 101745/ | As & when 27/08/2020 | Functional
Machine required
22. | Suction Machine | M/s Cheiron, Czecll M/s. Link Medical 25.08.2014 Rs.1,19,000/ a 24/12/2020 | Functional
Republic Systems
23. | Automated M/s. B. Braun M/s. B. Braun Medical| 24.12.2014 Rs. 1,35,000/ | As & when 08/07/2020 | Functional
Perfusion System | Medical (India) (India) required
24. a a & 08/07/2020 | Functional
25. a a a 08/07/2020 | Functional
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26. a a a a a a 08/07/2020 | Functional

27. a a a a a a 08/07/2020 | Functional

28. a a a a a a 08/07/2020 | Functional

29 a a a a a a 08/07/2020 | Not Informed to
Functional | the firm

30. a a a a a a 05/12/2020 a a

3L a a a a a a 08/07/2020 a a

32 a a a a a a 08/07/2020 a a

33. a a a a a a 08/07/2020 a a

34. a a a a a a 08/07/2020 a a

35. a a a a a a 08/07/2020 a a

36. a a a a a a 08/07/2020 a a

37. a a a a a a 08/07/2020 a a

38. a a a a a a 08/07/2020 a a

39. a a a a a a 08/07/2020 | Functional

40. a a a a a & 08/07/2020 | Functional

41. a a a a a a 08/07/2020 | Functional

42. a a a a a & 08/07/2020 | Functional

43, a a a a a a 08/07/2020 | Functional

44, a a a a a & 08/07/2020 | Functional

s a 2 & a a a 08/07/2020 | Functional

46. a a a a a & 05/12/2020 | Functional

47. a a a a a a 05/12/2020 | Not Informed to
Functional | the firm

48 a a a a a a 05/12/2020 a a

49, a a a a a a 27/08/2020 a a

50. a a a a a a 27/08/2020 a a

51 a a a a a a 14/09/2020 a a

52. a a a a a a 18/02/2020 a a

53. Cardiac Monitor | M/s. Arian Health| M/s. Arian Health| 03.07.2014 Rs.14,75,000/ | As & when 23/04/2019 | Functional

Care Care required
54. a a & a a a 18/09/2019 | Functional
55. | Patient Trolley M/s Fukang, China| M/s. MGM Associates | 30.03.2015 |Rs. 1,28,000/ | As & when 06/02/2021 | Functional
Cum Bed required
56. a a 06/02/2021 | Functional
57. a a 06/02/2021 | Functional
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58. a a a a a a 06/02/2021 | Functional
59. | Resuscitation Cart M/s Machan M/s Merino 28.10.2014 |Rs. 1,07,990/ | As & when 17/09/2018 | Functional
International International required
60. a a a 17/09/2018 | Functional
61. a a a a a a 17/09/2018 | Functional
62. a a a a a a 17/09/2018 | Functional
63. a a a a a a 17/09/2018 | Functional
64. a a a a a a 17/09/2018 | Functional
65. a a a a a a 17/09/2018 | Functional
66. a a a a a a 17/09/2018 | Functional
67. a a a a a a 17/09/2018 | Functional
68. a a a a a a 17/09/2018 | Functional
69. M/s Contec M/s MHS Medicare 20.06.2016 | Rs. 1,09,500/ a 08/08/2020 | Functional
Cardiac Monitor | Medical SysChina | India.
70. a a a a a a 08/08/2020 | Functional
71. | Ultrasonic M/s Atom M/s Vishal Surgical 29.03.2017 JPY¥ a 02/03/2020 | Functional
Nebulizer 1,46,722.75
72. a a a a a a 02/03/2020 | Functional
73. a a a a a a 02/03/2020 | Functional
74. a a a a a & 02/03/2020 | Functional
75. ICU Beds M/s MonarchSurg. | M/s D.V.Enterprises 29.06.2017 | Rs. 1,66,000/ a 30/12/2020 | Functional
76. a a a a a a 30/12/2020 | Functional
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1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfeondition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: Old Pvt. I floor

Pageb7of 94

S.No. | Equipment Name | Name of Name Of Supplier | Date of Cost of Recommended Date of last *Whether If not
Manufacturer Purchase Procurement | Frequency Of maintenance | Functional or | functional
Maintenance check not details of
action taken
1 Cardiac Monitors | M/s. Mediaid M/s Advanced 10.01.2013 Rs. 1,25,000/ | As & when 02/11/2020 | Not Informedto
With Printer Micronic Devices required Functional | the firm
2. Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 | 9, 600F US$ a 06/02/2021 | Functional
Electronics India Ltc
3. ICU Beds Elegante 9900 |M/s D.V Enterprises| 18.03.2015 | Rs. 1,39,900/ 02/12/2020 | Functional
4, Resuscitation Carf  M/s Machan M/s Merino 28.10.2014 | Rs. 1,07,990/ 02/12/2020 | Functional
International International
5. Ultrasonic M/s Atom M/s Vishal Surgicall 21.11.2015 1,54,445LIPY a 02/12/2020 | Functional
Nebulizer
6. Transport Ventilatg M/s ResMed| M/s ResMed Indig 27.12.2016 | Rs. 3,10,000/ a 02/12/2020 | Functional
India Ltd. Ltd.
7. M/s Air Liquide| M/s Air Liquide| 01.09.2016 | Rs.9,33,0006/ a 02/12/2020 | Functional
Ventilator Medical Medical
8. Ultrasonic M/s Atom M/s Vishal Surgical 08.05.2017 JPY¥ a 11/02/2021 | Functional
Nebulizer 1,46,722.75




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: Old Pvt. 2 floor
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S.No. | Equipment Name | Name of Name Of Supplier | Date of Cost of Recommended | Date of last | *Whether If not
Manufacturer Purchase Procurement | Frequency Of | maintenance| Functional or | functional
Maintenance check not details of
action taken
1. Cardiac Monitors | M/s. Mediaid M/s Advanced 10.01.2013 Rs. 1,25,000/| As & when 11/01/2021 | Not Informed to
With Printer Micronic Devices required Functional | the firm
2. a a a a a a 11/01/2021 a a
3. Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 9, 600f US$ o} 28/10/2020 | Functional
Electronics India Ltd|
4, Resuscitation Cart M/s Machan M/s Merino 28.10.2014 |Rs. 1,07,996/ a 28/10/2014 | Functional
International International
5. ICU Ventilator M/s Oricare, USA  |M/s RohanikeElectr. | 11.06.2015 Rs.8,50,422/ a 18/01/2021 | Functional
6. ICU Beds Elegante 9900 M/s D.V Enterprises| 18.03.2015 Rs. 1,39,900/ a 19/02/2021 | Functional
7. Ultrasonic M/s Atom M/s Vishal Surgical | 14.05.2010 1,30,667FYen a 31/01/2017 | Functional
Nebulizer
8. Transport Ventilatg M/s ResMed India Lt¢ M/s ResMed India| 27.12.2016 |Rs. 3,10,0006/ a 20/12/2018| Functional
Ltd.
9. Patient Trolley M/s Sahni Traders | M/s Merino Intern. | 12.07.2017 | Rs. 1,33,9006/ G 12/07/2017| Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: Old Pvt. 3° floor
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Pate of last  *Whether If not
Manufacturer Purchase Procurement Frequency Of maintenance [Functional or functional
Maintenance theck not details of
action taken
1 Cardiac Monitors | M/s Mediaid M/s Advanced Micronic 26.12.2012, | Rs. 1,25,000/ | As & when 18/02/2021 | Functional
With Printer Devices 10.01.2013 required
2. Defibrillator M/s PHILIPS M/s. PHILIPS Electronics | 27.09.2013 | 9, 600+ US$ a 19/02/2021 | Functional
India Ltd.
3. | D.V.T. Pump M/s Vishal Sugical.Co. 15.03.2013 |Rs. 1, 15,700/ 12/12/2020 | Functional
4. | ICU Ventilator M/s. Air Liquide M/s. Air Liquide Medical | 21.07.2014 |Euro 13,222/ 06/01/2021 | Functional
Medical Systems | Systems
5. PulseOximeter M/s. EDAN (China) M/s.  Super Medicarg 31.03.2015 | Rs. 1,15,500/ | As & when 09/01/2021 | Functional
Agencies required
6. | Patient Trolley M/s. MGM Associates 30.03.2015 | Rs. 1,28,0006/ a 22/01/2021 | Functional
Cum Bed
7. | ICU Beds M/s D.V Enterprises 18.03.2015 | Rs. 1,39,9006/ 22/02/2021 | Functional
8. Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013 |1,39,000fYen 22/02/2021 | Functional
Nebulizer
9. a a a a a 22/02/2021 | Functional
10. a a a a a 22/02/2021 | Functional
11. | Resuscitation Cart M/s Machan M/s Merino International 28.10.2014 | Rs. 1,07,9906/ 22/02/2021 | Functional
International
12. | Vein ILLUMINATO| M/s CHRISTIESA | M/s. Vinay Brothers 22.042014 | Rs.5,22,900/ | As & when 22/02/2021 | Functional
Diagnostics required
13. | Transport Ventilatg M/s ResMed India | M/s ResMed India P Ltd. | 28.12.2016 | Rs. 3,10,000/ a 16/01/2021 | Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect conditian).
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: Old Pvt. 4" floor
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Pate of last  *Whether If not
Manufacturer Purchase Procurement Frequency Of maintenance [Functional or functional
Maintenance theck not details of
action taken
1 Cardiac Monitor | M/s Criticare M/s Advanced Micronic 05.07.2010 Rs. 1,64,900/ | As & when 06/01/2021 | Functional
Devices required
2. Cardiac Monitors | M/s Mediaid M/s Advanced Micronic 26.12.2012, | Rs. 1,25, 006/ a 06/01/2021 | Functional
With Printer Devices 10.01.2013
3. Defibrillator M/s PHILIPS M/s. PHILIPS Electronics | 27.09.2013 | 9, 600+ US$ a 05/02/2021 | Functional
India Ltd.
4. ICU Ventilator M/s. Air Liquide M/s. Air Liquide Medical | 21.07.2014 | Euro 13,222/ a 06/01/2021 | Functional
Medical Systems | Systems
5. Pulse Oximeter M/s. EDAN (China) M/s. Super Medicare 31.03.2015 | Rs. 1,15,500/ | As & when 02/09/2020 | Functional
Agencies required
6. ICU Beds M/s Monarch Surg.| M/s D.V Enterprises 18.03.2015 | Rs. 1,39,900/ a 29/05/2015 | Functional
7. Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013 [1,39,000fYen a 31/01/2017 | Functional
Nebulizer
8. Resuscitation Cart M/s Machan M/s Merino International 28.10.2014 | Rs. 1,07,990/ a 29/10/2014 | Functional
International
9. Ultrasonic M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445LIPY a 21/11/2015 | Functional
Nebulizer
10. | Vein ILLUMINATO| M/s CHRISTIESA | M/s Vinay Brothers 22.042014 | Rs.5,22,900¢f a 04/06/2019 | Functional

Diagnostics




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fullgperational. *

Name of Ward/Area:

Old Pvt. 8" floor
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last | *Whether  |[If not functional
Manufacturer Purchase Procurement Frequency Of |maintenance | Functional or|details of action
Maintenance |check not taken
1 Ventilators M/s Air Liquid M/s Air Liquid 30.03.2010 Rs.3,50,000/ As & when 15/10/2020 | Working
required
Resuscitation Cart| M/s. Inter Metro | M/s. Care Inter 08.03.2011 Rs. 212785/ a 15/05/2017 | Working
Cardiac Monitors | M/s Mediaid M/s Advanced Micronic | 10.01.2013 Rs. 1,25, 006/ 11/01/2021 | Not Informed to
With Printer Devices Working the firm
4, a a a a a a 11/01/2021 a a
5. | Defibrillator M/s PHILIPS M/s. PHILIPS Electronic{ 27.09.2013 9, 600 US$ a 05/11/2020 | Working
India Ltd.
ICU Beds M/s D.V Enterprises 18.03.2015 Rs. 1,39,900/ 08/12/2020 | Working
Ultrasonic M/s Atom M/s Vishal Surgical 22.07.2010 |1,31,000f Yen 08/10/2018 | Working
Nebulizer
8. | Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013  |1,39,000f Yen a 08/10/2018 | Working
Nebulizer
9. Cardiac Monitor M/s MHS Medicare Indig 20.06.2016 Rs. 1,09,500/ 08/10/2018 | Working
10. | Transport Ventilatg M/s ResMed Indig M/s ResMed India P Ltd| 30.12.2016 Rs. 3,10,000/ 08/10/2018 | Working
Ltd.
11 ICU Beds M/s Monarch M/s D.V. Enterprises | 24.06.2017 Rs. 1,66,000/ a 10/09/2019 | Working
2 a & & a a a 08/12/2020 | Working
13. a a o o a a 08/12/2020 | Working
14. a a a a a a 08/12/2020 | Working
15. a a G G a a 08/12/2020 | Working
16. a a G G a a 08/12/2020 | Working
17. a a a a a a 08/12/2020 | Working
18. a a o o a a 08/12/2020 | Working
19. a a a a a a 08/12/2020 | Working
20. a a o o a a 08/12/2020 | Working
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21. a MSI20172018BI a a a a 08/12/2020 | Working
22, Patient Trolley | 24062017/03 | M/s Sahni Tradery ~ M/s Merino Intern. 03.07.2017 Rs. 1,33,900/ 05/11/2020 | Working
23. Cardiac Monitor 11801 M/s Nihon M/s Nihon kohden India] 18/02/2019 INR 2,85,860/ 20/03/2019 | Working
Kohden India Pvt, Pvt. Ltd.
Ltd.




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:

New Pvt Ground Floor
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last | *Whether If not
Manufacturer Purchase Procurement [Frequency Of maintenance | Functional or [functional
Maintenance check not details of
action taken

1 Cardiac Monitors | M/s Mediaid M/s Advanced 26.12.2012, |Rs. 1,25,000/ | As & when 14/01/2021 | Functional

With Printer Micronic Devices 10.01.2013 required
2. D.V.T. Pump M/s ArjoHuntleigh | M/s Vishal SigicalCo. | 15.03.2013 |Rs. 1, 15,700/ a 20/08/2019 | Functional
3. a a a a a a 11/07/2019 | Functional
4. a a a a a a 13/05/2019 | Functional
5. a a a a a a 13/05/2019 | Functional
6. Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 | 9, 600+ US$ a 01/10/2020 | Functional

Electronics India Ltd.
7. Pulse Oximeter M/s. EDAN (China) | M/s. Super Medicare| 31.03.2015 | Rs. 1,15,500/ | As & when 29/09/2020 | Functional
Agencies required

8. a a a a a a 29/09/2020 | Functional
9. [Patient TroCum Bec M/s. MGM Associates| 30.03.2015 |Rs. 1,28, 006/ a 05/02/2021 | Functional
10. a a a a a 05/02/2021 | Functional
11 Defibrillator M/s Mediana M/s Digitex Medical | 31.03.2014 | Rs. 6,26,914/ a 13/02/2020 | Functional
12. a a a a a a 15/05/2017 | Functional
13. | Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013 |1,39,000f Yen a 26/12/2019 | Functional

Nebulizer
14. | Transport Ventilatg M/s ResMed Indig M/s ResMed India P L| 26.12.2016 | Rs. 3,10,000/ a 21/12/2018 | Functional

Ltd.

15. Section Machine | M/s Monarch Surg. | M/s D.V. Enterprises| 17.08.2016 | Rs.1,15,900/ 12/02/2019 | Functional
16. | Ultrasonic M/s Atom M/s Vishal Surgical 02.05.2017 JPY¥ 07/12/2020 | Functional

Nebulizer 1,46,722.75




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfeondition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:New Pvt. £ Floor
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended Pate of last *Whether  [If not
Manufacturer Purchase Procurement | Frequency Of maintenance | Functional orfunctional
Maintenance theck not details of
action taken
1 Suction Machine M/s. Link Medical 25.08.2014 | Rs. 1,19,000/ | As & when 27/11/2020 | Working
Systems required
2. | ICU Ventilator M/s. Air Liquide M/s. Air Liquide 21.07.2014 |Euro 13,222/ a 07/06/2018 | Working
MedicalSystems Medical Systems
3. | Patient Trolley| M/s Fukang, China | M/s. MGM Associates| 30.03.2015 |Rs. 1,28,000/ a 21/11/2019 | Working
Cum Bed
a ¢ & a a a 21/11/2019 | Working
Ultrasonic M/s Atom M/s Vishal Surgical 22.07.2010 |1,31,000fYen | As & when 06/02/2020 | Working
Nebulizer required
6. | Transport VentilatoM/s ResMed India Ltq M/s ResMed India P Lf 23.12.2016 | Rs. 3,10,006/ a 26/12/2018 | Working
7. Section Machine | M/s Monarch Surg. | M/s D.V. Enterprises| 17.08.2016 | Rs.1,15,900/ a 12/02/2019 | Working
8. a a a a a a 12/02/2019 | Working
9. Cardiac Monitor M/s Edan M/s Super Medicar | 28.11.2017 | 2891.89/US$ a 26/02/2020 | Working

Instruments Inc.,

Agencies,




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:

New Pvt 2™ Floor

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of RecommendedDate of last *Whether If not
Manufacturer Purchase Procurement | Frequency Of maintenance | Functional or functional
Maintenance check not details of
action taken
1. | Cardiadvionitor M/s Criticare M/s Advanced 31.03.2011 | Rs. 182,331~ | As & when 19/01/2021 | Partly Informed to
Micronic Devices required Functional | the firm

2. Slow Suction M/s Medela M/s. Rohit Surgicals | 17.06.2009 1785/- CHF a 31/01/2020 | Functional

Machine (Approx Rs.

101745}4)
3. Suction Machine M/s. Link Medical 25.08.2014 | Rs.1,19,0006/ a 27/11/2020 | Functional
Systems

4, Patient Trolley| M/s Fukang, China | M/s. MGM Associates| 30.03.2015 |Rs. 1,28,000/ a 01/02/2021 | Partly Informed to

Cum Bed Functional | the firm
5. a a a a a a 01/02/2021 | Functional
6. Ultrasonic M/s Atom M/s Vishal Surgical 17.09.2009 |1,30,667FYen | As & when 26/12/2019 | Functional

Nebulizer required
7. Ultrasonic M/s Atom M/s Vishal Surgical 17.08.2011 |1,31,000fYen a 26/12/2019 | Functional

Nebulizer
8. Transport Ventilatav/s ResMed India Ltd| M/s ResMed India P L| 26.12.2016 | Rs. 3,10,006/ 20/01/2021 | Functional
9. DVT Pump |M/s Dailan Labte M/s Indian  Surg 23.05.2016 |Rs. 1,20,240/ 10/05/2019 | Functional

Science, China Equipment Co.
10. | Defibrillator M/s InnomedHungeryM/s Standard Traders | 13.07.2017 | Rs. 4,35,120/ 15/01/2021 | Functional
11 Cardiac Monitor M/s Edan M/s Super Medicar 05.09.2017 | 2891.89fUS$ 12/09/2020 | Functional
Instruments Inc., Agencies,

12. a a a a a a 12/09/2020 | Functional
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:

New Pvt.3" Floor

S.No. | Equipment Name| Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not
Manufacturer Purchase Procurement | Frequency Of maintenance | Functional or ffunctional
Maintenance check not details of
action taken
1. | Suction Machine | M/s. Cherion M/s. Link Medical 20.02.2008 | Rs.10,2000/ | As & when 27/11/2020 | Working
required
2. [Cardiac Monitors | M/s Mediaid M/s Advanced 10.01.2013 | Rs. 1,25,0006/ a 19/01/2020 | Not Informed to
With Printer Micronic Devices Working the firm
3. Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 | 9, 600+ US$ a 14/01/2020 | Working
Electronics India Ltd
4. | Suction Machine M/s. Link Medical 25.08.2014 | Rs.1,19,000/ a 27/11/2020 | Working
Systems
5. | Pulse Oximeter | M/s EDANChina) M/s. Super Medicare] 31.03.2015 | Rs. 1,15,500/ 10/09/2020 | Working
6. a a a a a 14/01/2021 | Not Informed to
Working the firm
7. | Patient  Trolley M/s. MGM Associate 30.03.2015 |Rs. 1,28,0006/ a 05/02/2021 | Working
Cum Bed
8. a a a a a 05/02/2021 | Working
9. Ultrasonic M/s Atom M/s Vishal Surgical | 03.09.2013 |1,39,000f Yen | As & when 20/07/2017 | Working
Nebulizer required
10. & a a a a a 20/07/2017 | Working
11 | D.V.T. Pump M/s M/s Vishal 15.03.2013 |Rs. 1, 15,700/ a 21/02/2020 | Working
ArjoHuntleigh Sugical.Co.
12. | Vein M/s CHRISTIH M/s Vinay Brothers 31.03.2014 | 5,22,900/Rs. a 06/09/2020 | Working
ILLUMINATOR | USA Diagnostics
13. | Suction Machine | M/s Monarch M/s D.V. Enterprises| 26.03.2015 |1,15,900/Rs. a 04/09/2019 | Working
Surgical
14. | Cardiac Monitor M/s MHS Medicare | 20.06.2016 | Rs. 1,09,500/ & 16/01/2021 | Working
India.
15. Transport M/s ResMed| M/s ResMed India| 06.01.2017 | Rs. 3,10,0006/ a 22/02/2021 | Working
Ventilator India Ltd. Ltd.
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16. | Ultrasonic M/s Atom M/s Vishal Surgical 02.05.2017 JPY¥ 25/07/2017 | Working
Nebulizer 2691258 1,46,722.75
17. a 2691358 a a a a 25/07/2017 | Working
18. G 2691359 a a & a 25/07/2017 | Working
19. | Cardiac Monitor M/s Edan M/s Super Medicar | 05.09.2017 | 2891.89fUS$ 10/09/2020 | Working
M17612700021 | Instruments Inc., Agencies,
20. a M17612700003 a a a a 10/09/2020 | Working




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipmentand all its parts are fully operational. *

Name of Ward/Area:

New Pvt. Radiodiagnosis

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last | *Whether If not
Manufacturer Purchase Procurement | Frequency Of | maintenance | Functional or | functional
Maintenance check not details of
action taken
1. | Defibrillator M/s. Zoll Medical M/s.L&T 21.07.2010 | Rs. 411338/ | As & when 01/04/2019 | Working
required
2. | Vein ILLUMINATO| M/s  CHRISTIH M/s Vinay Brothers 31.03.2014 | Rs. 5,22,900/ a 05/12/2020 | Working
USA Diagnostics
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fullgperational. *

Name of Ward/Area: NICU- B

S.No. | Equipment Name of Name Of Supplier Date of Cost of Recommended | Date of last | *Whether If not functional
Name Manufacturer Purchase Procurement Frequency Of maintenance | Functional o1 details of action
Maintenance check not taken
1 Pulse Oximeter| M/s Masimo M/s. C L Micromed 30.03.2010 Rs. 1,40,0006/ a 11/01/2021 Functional
2. a a a a a a 01/02/2021 | Not Informed to the
Functional firm
3. Pulse Oximeter| M/s. EDAN| M/s. Super Medicare| 31.03.2015 Rs. 1,15,500/ | As & when 10/09/2020 Functional
(China) Agencies required
4, a a a a a a 10/09/2020 | Functional
5. a a a a a a 10/09/2020 | Functional
6. a a a a a a 10/09/2020 | Functional
7. Ultrasonic M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445HPY a 17/02/2021 Functional
Nebulizer
8. a a a a a a 17/02/2021 Functional
9. | Section Machined/s Monarch Surg M/s D.V. Enterprises| 29.10.2016 Rs.1,15,900/ a 19/04/2017 Functional
10. Vein M/s CHRISTIE | M/s. Vinay Brothers 31.03.2014 | Rs.5,22,9004 As & when 21/11/2019 Functional
ILLUMINATOR USA Diagnostics required
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all itgarts are fully operational. *

Name of Ward/Area:

Maternal CareWard

Pager0of 94

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not
Manufacturer Purchase Procurement | Frequency Of | maintenance Functionalor | functional
Maintenance check not details of
action taken
1 Defibrillator M/s PHILIPS M/s. PHILIPS Electronic| 27.09.2013 | 9, 600f US$ | As & when 20/10/2020 Functional
India Ltd. required
2. Ultrasonic M/s Atom M/s Vishal Surgical 17.09.2009 |1,30,667£Yen € 14/11/2009 Functional

Nebulizer
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fullgperational. *

Name of Ward/Area: IVE OT

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not functional
Manufacturer Purchase Procurement Frequency Of | maintenance | Functional o details of action
Maintenance check not taken
1 Cardiac Monitor M/s SSMed M/s.SS Medical Syy 24.09.2015 | Rs. 1,81,16%/ | As & when 23/01/2021 Functional
() Pvt. Ltd. required
3. a a a a a a 23/01/2021 Functional




1 Not functional ¢ Equipment is not working. *
1 Partlyfunctional ¢ Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:

Endoscopy RoonOT/GE OPD

Pager2of 94

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not
Manufadurer Purchase Procurement Frequency Of | maintenance Functional or | functional
Maintenance check not details of
action taken
1 Suction Machine | M/s Cheiron, M/s. LinkMedical 25.08.2014 | Rs. 1,19,006/ | As & when Working
Czech Republic| Systems required
2. a a a a a a Working
3. Defibrillator M/s PHILIPS akad® 5SQ ! 31.03.2009 | Rs.4,80,000/ | As & when Working
required
4, Patient Trolley M/s Fukang, | M/s. MGM 30.03.2015 | Rs. 1,28,000/ a Working
Cum Bed China Associates
5. a a a a a a Working
6. Suction Machine | M/s Monarch M/s D.V. Enterprises| 26.03.2015 |1,15,900/Rs. a Working
Surgical
7. a a a a a a Working
8. Patient Trolley M/s Sahni M/s Merino Intern. 03.07.2017 | Rs. 1,33,900/ a Working
CumBed Traders
9. Patient Trolley M/s Sahni M/s Merino Intern. | 03.07.2017 | Rs. 1,33,9006/ a Working

Traders




1  Not functional¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are noperational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area - BronchoscopeRoom No. 6A
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not functional
Manufacturer Purchase Procurement Frequency Of | maintenance Functional or | details of action
Maintenance check not taken
1 Patient Trolley M/s. MGM 30.03.2015 | Rs. 1,28,000/ | As & when Functional
Cum Bed Associates required
2. Resuscitation Cart| M/s Hanlim M/s Jolly 04.03.2013 | 1,890~ US$ a 05/02/2021 Functional
Medical Technocrats, (Approx Rs.
1,05,613f)
3. a a a a a a 05/02/2021 Functional
4. Suction Machine | M/s Monarch M/s D.V. Enterprises| 26.03.2015 |1,15,900fRs. a Functional
Surgical
5. M/s MHS Medicare | 20.06.2016 | Rs. 1,09,500/ | As & when 15/12/2020 Functional
Cardiac Monitor India. required
6. Section Machine |M/s Monarch Surg.| M/s D.V. Enterprise§ 27.10.2016 | Rs.1,15,900/ a Functional
7. Ultrasonic M/s Atom M/s Vishal Surgical | 08.05.2017 JPY¥ a 17/02/2020 Functional
Nebulizer 1,46,722.75
8. a a a a a a 17/02/2020 Functional
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Notfactory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: ENTMinor OT
S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not functional
Manufacturer Purchase Procurement Frequency Of | maintenance Functional or | details of action
Maintenance check not taken
1 Suction Machine | M/s Monarch M/s D.V. Enterprises| 26.03.2015 |Rs. 1,15,900/ As & when 25/06/2019 Functional
Surgical required
2. CardiadMionitor | M/s Contec M/s MHS Medicare | 20.06.2016 | Rs. 1,09,500/ a 13/07/2017 Functional
Medical, China India.
3. Patient Trolley | M/s Sahni Tradery M/s Merino Intern. | 11.07.2017 | Rs. 1,33,900/ a 11/07/2017 Functional
4. a a a 06.07.2017 a a 11/07/2017 Functional
5. a a a a a a 11/07/2017 Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all i parts are fully operational.

Name of Ward/Area:

Surgery Minor OT 5™ floor
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not
Manufacturer Purchase Procurement Frequency Of | maintenance Functional or functional
Maintenance check not details of
action taken
1 LED Light Source | M/s Ecleris M/s. Prime Medicals 05.11.2013 | 2900/-US$ As & when 03/11/2020 Functional
Pvt. Ltd. (Approx Rs. required

1,58,7464)




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:

UrologyMinor OT

& floor
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not functional
Manufacturer Purchase Procurement | Frequency Of | maintenance Functional or details of action
Maintenance check not taken
1 M/s HEBU Medical | M/s Pukhya 05.11.2014 Euro. 6,600/ | As & when Functional
Cautery Machine | Gmbh, Healthcare required
2. Plasma Sterilizer | M/S LOWTEM CL MICROMED PVT| 10/12/2018 INR a 19/02/2021 Functional

CO.LTD. KOREA

LTD.

13,90,000/-




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: SKIN OPD
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S.No. | Equipment Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not functional
Name Manufacturer Purchase Procurement | Frequency Of | maintenance Functional or | details of action
Maintenance check not taken
1 Patient Trolley M/s. MGM Associates | 30.03.2015 | Rs. 1,28,000/ | As & when 12/02/2021 | Working
CumBed required
2. a a a a a 12/02/2021 | Working
3. Resuscitation | M/s Machan| M/s Merino 28.10.2014 | Rs. 1,07,990/ a 19/03/2019 | Working
Cart International International
4, Cautery M/s Gebruder| M/s Vishal Surgical | 23.01.2014 | 8,132/ Euro a 10/10/2020 Working
Machine Martin (Approx Rs.

6,78,989.472)




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Notfactory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:

Paed. Medicine OPD

Pager8of 94

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not
Manufacturer Purchase Procurement Frequency Of | maintenance Functional or| functional
Maintenance check not details of
action taken
3. Suction Machine | M/s Cheiron, Czech | M/s. Link Medical 25.08.2014 | Rs. 1,19,000/ | As & when 27/11/2020 Functional
Republic Systems required




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area:

Paed.Surgery OPD"$floor

Pager9of 94

S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not functional
Manufacturer Purchase Procurement Frequency Of | maintenance Functional or details of action
Maintenance check not taken
1 Ambulatory blood | M/s BTL, UK M/s. Digitex Medical | 22.08.2013 | Rs. 1,29,000/ | As & when 03/01/2018 Not Working
pressure monitor Sys. (P) Ltd. required




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but somearts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: Medicine OPD
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended | Date of last *Whether If not functional
Manufacturer Purchase Procurement Frequency Of | maintenance Functional or details of action
Maintenance check not taken
1 Ultrasonic M/s Atom M/s Vishal Surgical | 06.07.2015 | 1,54,445/PY | As & when 30/05/2019 Functional
Nebulizer required
2. a a a a a a 30/05/2019 | Functional
3. Defibrillator M/s Schiller Healthcar{ M/s Schiller 14.09.2016 | Rs. 5,08,305/ a 30/06/2020 Functional

(1) P Ltd.

Healthcare Pvt. Ltd.




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *
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Name of Ward/Area:  Ortho OT
S.No.| Equipment Name | Name of Name Of Supplier | Date of Cost of Recommended | Date of last | *Whether If not
Manufacturer Purchase | Procurement Frequency Of | maintenance| Functional or| functional
Maintenance check not details of
action taken
1 O.T. Light M/s.Martin M/s.Vishal Surgical| 25.06.2011 23540.05/Euro | As & when 23/12/2019 | Working
(Approx Rs. required
1387215¢4)
2. Sterilizer M/s. TechneGaz M/s. Vishal 25.06.2011| Rs. 501730) a 15/02/2021 | Working
Distributors
3. Cautery Machine | M/s.Martin M/s.Vishal Surgical | 24.07.2012| 8400/- Euro a 24/01/2021 | Working
4, a a a a a a 24/01/2021 | Working
5. a a a a a a 24/01/2021 | Working
6. a a a a a a 24/01/2021 | Working
7. Defibrillator M/s.Hospimax M/s.Shenzhen 11.10.2012| 7, 667+ US$ a 21/11/2019 | Working
Electronics (I) Ltd. | Mindray (Approx Rs.
3, 98, 6844)
8. SuctionMachine M/s Cheiron, Czech| M/s. Link Medical | 25.08.2014| Rs. 1,19,000/ | As & when 28/11/2020 | Working
Republic Systems required
9. a a a a a a 28/11/2020 | Working
10. a a a a a a 28/11/2020 | Working
11 a a a a a o} 28/11/2020 | Working
12. a a a a a a 28/11/2020 | Working
13 a a a a a o} 28/11/2020 | Working
14. | Cardiac Monitor M/s. Edan M/s. Super 20.06.2014 | 3,376/ US$ a 25/08/2020 | Working
Instruments INC. Medicare
15. a a a a a a 25/08/2020 | Working
16. a a a a a a 25/08/2020 | Working
17. Pulse Oximeter | M/s. EDAN (China) | M/s. Super 31.03.2015| Rs. 1.15.500/ | As & when 25/10/2020 | Working
Medicare Agen. required
18. | Patient Trolley| M/s Fukang, China |M/s. MGM Associatel 30.03.2015 |Rs. 1,28,000/ As & when 01/02/2021 | Working
Com Bed required
19. a a a a a a 01/02/2021 | Working
20. a a a a a a 01/02/2021 | Working
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21 a a a a a a 01/02/2021 | Working
22, ICU Beds M/s Monarch M/s.D.V Enterprises| 18.03.2015| Rs. 1, 39,900/ | As & when 19/02/2021 | Working
Surgical required
23. Defibrillator M/s Mediana M/s Digitex Medical| 31.03.2014| Rs. 6,26,914/ | As & when 27/02/2019 | Working
required
24, a a a a a a 27/02/2019 | Not Working | Informed to
the firm
25. | Ultrasonic M/s Atom M/s Vishal Surgical | 03.09.2013|1,39,000f Yen | As & when 25/08/2019 | Working
Nebulizer required
26. | SuctionMachine M/s Monarch M/s D.V. Enterpriseq 26.03.2015|1,15,900f Rs. a 25/08/2019 | Working
Surgical
27. a a a a a a 25/08/2019 | Working
28. Vein M/s CHRISTHBSA | M/s. Vinay Brotherg 23.03.2015|Rs. 5,22,900/ As & when 21/07/2018 | Working
ILLUMINATOR required
29. Cardiac Monitor | M/s Contec Medical| M/s MHS Medicare | 20.06.2016 | Rs. 1,09,500/ a 10/01/2021 | Working
System, China India.
30. a a a a a a 10/01/2021 | Working
3L a a a a a a 10/01/2021 | Working
32 a a a a a a 10/01/2021 | Working
33. Ventilator M/s  Air Liquide| M/s Air Liquide| 01.09.2016| Rs.9,33,000/ a 04/10/2019 | Working
Medical Medical
34. a a a a a a 04/10/2019 | Working
35. | Resuscitation Cart M/s Machan| M/s.Merino 31.03.2015| Rs. 1,27,990/ | As & when 17/01/2017 | Working
International, International required
Taiwan
36. Patient Trolley M/s Sahni Traders| M/s Merino Intern. | 11.07.2017| Rs. 1,33,900/ a 13/02/2021 | Working
37. a a a a a a 13/02/2021 | Working
38. Cardiac Monitor M/s Edan M/s Super Medicar| 07.09.2017| 2891.89fUS$ o} 25/02/2021 | Working
Instruments Inc., Agencies,
39. a a a a a a 25/02/2021 | Working
40. a a a a a a 25/02/2021 | Working
41, a a a a a o} 25/02/2021 | Working




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factgrgrfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area: CSSD

S.No.| Equipment Name | Name of Name Of Supplier Date of Cost of Recommended [Date oflast  *Whether If not

Manufacturer Purchase Procurement Frequency Of maintenance [Functional or | functional

Maintenance [check not details of
action taken
1 Sterilizer with M/s. Steris M/s. Steris India 01.12.2008 | US$ 85139/ As & when Steris Steam Sterilizer is N&umctional due

boiler (CSSD) Corporation (Approx Rs. required to lock of trolley space in the renovated
4086672f) area.
2. Steam Sterilizer M/s. MMM M/s. CL Micromed 30.08.2013 | Euro 88,500/ a 16/01/2021 | Functional

Munchener
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1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area- Pulmonary MedicineNard/ICU
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S.No. | Equipment Name | Name of | Name Of Supplier Date of Cost of Recommended | Date of last | *Whether If not
Manufacturer Purchase Procurement Frequency Of | maintenance| Functional or | functional
Maintenance check not details of
actiontaken
1 Cardiac Monitor | M/s Mediaid M/s Advanced Micronic | 10.01.2013 | Rs. 1, 25,000/ | As & when 17/02/2021 | Functional
with Printer Devices required
2. a a a a a a 17/02/2021 | Not Informed to
Functional the firm
3. a a a a a a 17/02/2021 a a
4, a a a a a a 17/02/2021 | Functional
5. a a a a a a 17/02/2021 | Functional
6. a a a a a a 17/02/2021 | Functional
7. a a a a a a 17/02/2021 | Functional
8. a a a a a a 17/02/2021 | Functional
9. a a a a a a 17/02/2021 | Functional
10. a a a a a a 17/02/2021 | Functional
11 a a a a a a 17/02/2021 | Functional
12 a a a a a a 17/02/2021 | Not Informed to
Functional the firm
13 a a a a a a 17/02/2021 a a
14, Patient Trolley | M/s.Grome M/s. Shalyaa 10.12.2012 | Rs. 1, 95, 256/ a 21/12/2020 | Functional
Agility International.
15. a a a a a a 21/12/2020 | Functional
16. a a a a a a 21/12/2020 | Functional
17. a a a a a a 21/12/2020 | Functional
18. a a a a a a 21/12/2020 | Functional
19. ICU Ventilator | M/s. Air Liquide| M/s. Air Liquide Medical| 14.01.2013 9, 181F Euro a 07/01/2021 | Functional
Medical Systems
20. a a a a a a 07/01/2021 | Functional
21 a a a a a a 07/01/2021 | Functional
22, a a a a a a 07/01/2021 | Functional
23. a a a a a a 18/03/2020 | Functional
24, a a a a a a 04/09/2019 | Functional
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25. a a a a a a 04/09/2019 | Functional
26. a a a a a a 04/09/2019 | Functional
27. a a a a a a 04/01/2020 | Functional
28. a a a a a a 04/01/2020 | Functional
29, a a a a a a 04/01/2020 | Functional
30. ICU Beds M/s. HillRoom | M/s. Rohanika Electronic| 08.12.2013 | Rs. 1, 34,758/ | As & when 18/01/2021 | Functional
Company required
3L a a a a a a 18/01/2021 | Functional
32 a a a a a a 18/01/2021 | Functional
33 a a a a a a 18/01/2021 | Functional
34. a a a a a a 18/01/2021 | Functional
35. a a a a a a 18/01/2021 | Functional
36. a a a a a a 18/01/2021 | Functional
37. a a a a a a 18/01/2021 | Functional
38. a a a a a a 18/01/2021 | Functional
39. a a a a a a 18/01/2021 | Functional
40. a a a a a a 18/01/2021 | Functional
41 a a a a a a 18/01/2021 | Functional
42, a a a a a a 18/01/2021 | Functional
43, a a a a a a 18/01/2021 | Functional
44, a a a a a a 18/01/2021 | Functional
45, a a a a a a 18/01/2021 | Functional
46. a a a a a a 18/01/2021 | Functional
47. a a a a a a 18/01/2021 | Functional
48 a a a a a a 18/01/2021 | Functional
49, a a a a a a 18/01/2021 | Functional
50. | Transport M/s Air Liquide| M/s Air Liquide Medical | 05.01.2013 | Rs. 2,00,006/ | As & when 11/02/2021 | Functional
Ventilator Medical Sys. Sys. Pvt. Ltd. required
51 a a a a a a 11/02/2021 | Functional
52 a a a a a a 11/02/2021 | Functional
53. a a a a a a 11/02/2021 | Functional
54. | Defibrillator M/s PHILIPS M/s. PHILIPS Electronics| 27.09.2013 | 9, 600+ US$ a 09/10/2020 | Functional
India Ltd.
55. a a a a a a 09/10/2020 | Functional
56. a a a a a a 09/10/2020 | Functional
57. | Pulse Oximeter M/s. EDAN| M/s. Super Medicare 31.03.2015 | Rs. 1,15,506/ As & when 09/02/2021 | Functional
(China) Agencies required
58. a a a a a a 09/02/2021 | Functional
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59. | Ultrasonic M/s Atom M/s Vishal Surgical 29.04.2013 |1,39,000f1py a 17/02/2020 | Functional
Nebulizer
60. a a a a a a 17/02/2020 | Functional
61 a a a a a a 17/02/2020 | Functional
62. a a a a a a 17/02/2020 | Functional
63. a a a a a a 17/02/2020 | Functional
64. Low Pressure M/s. Medela AG | M/s. Rohit Surgical Pvt.| 02.09.2013 Rs.529260.16 | As & when 29/01/2021 | Functional
Suction Machine Ltd. required
65. a a a a a a 29/01/2021 | Functional
66. a a a a a a 29/01/2021 | Functional
67. a a a a a a 29/01/2021 | Functional
68. | Resuscitation Cart M/s Hanlim M/s Jolly Technocrats, 04.03.2013 | Rs. 1,05,613/ a 05/02/2021 | Functional
Medical
69. a a a a a a 05/02/2021 | Functional
70. a a a a a a 05/02/2021 | Functional
71 a a a a a a 05/02/2021 | Functional
72. a a a a a a 05/02/2021 | Functional
73. a a a a a a 05/02/2021 | Functional
74. a a a a a a 05/02/2021 | Functional
75. a a a a a a 05/02/2021 | Functional
76. Vein M/s. VinayBrothers 23.03.2015 |Rs. 5,22,900/ As & when 18/07/2017 | Functional
ILLUMINATOR Diagnostics required
77. a a a a a 18/07/2017 | Functional
78. Section Machine |M/s Monarch Surg| M/s D.V. Enterprises | 29.10.2016 | Rs.1,15,9006/ a 05/02/2019 | Functional
79. | Ultrasonic M/s Atom M/s Vishal Surgical 22.05.2017 JPY¥ a 17/02/2020 | Functional
Nebulizer 1,46,722.75
80. a a a a a a 17/02/2020 | Functional
81 Plasma Sterilizer| M/s LwoTem Co. M/s Lowtem Co. Ltd. 12.05.2017 | USD, 42,300/ a 11/02/2021 | Functional




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area- Pulmonay MedicineOPD
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S.No.| Equipment Namg Name of | Name Of Supplier Date of Cost of Recommended | Date of last | *Whether f not
Manufacturer Purchase Procurement Frequency Of | maintenance | Functional or functional
Maintenance check not details of
action taken
1. Defibrillator M/s PHILIPS M/s. PHILIPS Electronics| 27.09.2013 | 9, 600+ US$ As & when 02/12/2020 | Functional
India Ltd. required
2. | Cardiac Monitor | M/s Mediaid M/s Advanced Micronic | 10.01.2013 | Rs. 1, 25, 006/ a 06/03/2019 | Functional
with Printer Devices
3. a a a a a a 06/03/2019 | Functional
4, a a a a a a 06/03/2019 | Functional
5. ICU Ventilator | M/s. Air Liquide| M/s. Air Liquide Medical| 14.01.2013 9, 181f Euro a 27/01/2021 | Functional
Medical Systems
6. | Patient Trolley| M/s Fukang, Chin|M/s. MGM Associates, 30.03.2015 |Rs. 1,28,000/ As & when 21/11/2019 | Functional
Com Bed required
7. a a a a a a 21/11/2019 | Functional
8. a a a a a a 21/11/2019 | Functional
9. | Ultrasonic M/s Atom M/s Vishal Surgical 17.08.2011 |1,31,000fYen a 06/04/2019 | Functional
Nebulizer
10. | Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013 |1,39,000f Yen a 06/04/2019 | Functional

Nebulizer




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Notfactory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area- Pulmonary Rehabilitation Center
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S.No.| Equipment Nameg Name of | Name Of Supplier Date of Cost of Recommenad | Date of last | *Whether |If not
Manufacturer Purchase Procurement Frequency Of | maintenance | Functional functional
Maintenance check or not details of
action taken
1. Patient  Trolley M/s. MGM Associates, 30.03.2015 |Rs. 1,28,000/ As & when 09/02/2021 | Functional
Com Bed required
2. Defibrillator M/s Shenzhen |M/s Instromedix 29.07.2015 | 6,950/ US$ a 13/01/2021 | Functional
3. Cardiac Monitor | M/s Mediaid M/s Advanced Micronic | 10.01.2013 | Rs. 1, 25, 000/ | As & when 05/01/2021 | Functional
with Printer Devices required
4, a a a a a a 05/01/2021 | Functional
5. Cardiac Monitor |M/s. Contec M/s MHS Medicare India| 20.06.2016 | Rs. 1,09,500/ a 12/02/2021 | Functional
Medical SysChina
6. a a a a a a 12/02/2021 | Functional
7. Defibrillator  M/s Schiller M/s SchilleHealthcare 19.09.2016 | Rs. 5,08,305/ a 15/11/2019 | Functional

Healthcare (1) P Lt

Pvt. Ltd.




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area- Geriatric MedicinewWard
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended [Date of last *Whether |If not
Manufacturer Purchase Procurement | Frequency Of |maintenance | Functional functional
Maintenance check or not details of
action taken
1 Cardiac Monitor M/s Vital Sing M/s. D.V. Enterprises | 07.08.2013 | Rs. 1, 54, 000/ | As & when 05/01/2021 Functional
Meddevices Pvt. required
2. a a a a a a 05/01/2021 Functional
3. a a a a a a 05/01/2021 Functional
4, a a a a a a 05/01/2021 Functional
5. Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 | 9, 600+ US$ a 06/02/2021 Functional
Electronics India Ltd.
6. Suction Machine | M/s. Cheiron, M/s. Link Medical 25.08.2014 | Rs.1,19,000/ a 27/11/2020 | Functional
Czech Republic | Systems
7. a a a a a a 27/11/2020 | Functional
8. ICU Ventilator M/s. Air Liquide M/s. Air Liquide 21.07.2014 | Euro 13,222/ As & when 25/01/2021 Functional
Medical Systems | Medical Systems required
9. a a a a a a 25/01/2021 Functional
10. a a a a a a 25/01/2021 Functional
11 a a a a a a 25/01/2021 Functional
12. | Automated M/s. B. Braun M/s. B. Braun Medical | 24.12.2014 | Rs. 1,35,000/ | As &when 07/02/2020 | Not Informed to
Perfusion System | Medical (India) | (India) required Functional | the firm
13 a a a a a a 17/06/2020 | Functional
14. a a a a a a 17/06/2020 | Functional
15. | Patient Trolley| M/s Fukang, M/s. MGM Associates | 30.03.2015 | Rs. 1,28,000/ a 01/02/2021 | Not Informed to
Cum Bed China Functional | the firm
16. a a a a a a 01/02/2021 a a
17. a a a a a a 01/02/2021 | Functional
18. a a a a a a 01/02/2021 | Functional
19. ICU Beds M/s Monarch |M/s.D.V Enterprises 18.03.2015 | Rs. 1, 39,900/ | As & when 18/02/2021 | Functional
Surgical required
20. a a a a a a 18/02/2021 | Functional
21 a a a a a a 18/02/2021 | Functional
22, a a a a a a 18/02/2021 | Functional
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23. Defibrillator M/s Mediana M/s Digitex Medical | 31.03.2014 | Rs. 6,26,914/ As & when 12/10/2020 | Not Informed to
required Functional | the firm
24, a a a a a a 12/10/2020 | Functional
25. | Ultrasonic M/s Atom M/s Vishal Surgical 17.08.2011 |1,31,000fYen a 22/01/2021 | Functional
Nebulizer
26. a a a a a a 22/01/2021 | Functional
27. | Ultrasonic M/s Atom M/s Vishal Surgical 03.09.2013 |1,39,000fYen a 22/01/2021 | Functional
Nebulizer
28. a a a a a a 22/01/2021 | Functional
29. | Ultrasonic M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445HPY a 22/01/2021 | Functional
Nebulizer
30. a a a a a a 22/01/2021 | Functional
31. | Transport VentilatoM/s ResMed Indig M/s ResMed Indi® Ltd.| 23.12.2016 | Rs. 3,10,000/ a 21/12/2020 | Functional

Pvt. Ltd.




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all itgarts are fully operational. *

Name of Ward/Area- Rheumatology Day Care Department
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended [Date of last *Whether If not
Manufacturer Purchase Procurement Frequency Of maintenance [Functional or functional
Maintenance [check not details of
action taken
1 Cardiac Monitor M/s. D.V. Enterprises | 07.08.2013 | Rs. 1, 54, 000/ | As & when 24/07/2020 Functional
required
2. a a a a a 24/07/2020 Functional
3. Defibrillator M/s PHILIPS M/s. PHILIPS 27.09.2013 | 9, 600+ US$ a 01/10/2020 Functional
Electronics India Ltd.
4, Pulse Oximeter M/s. EDAN| M/s. Super Medicare 31.03.2015 | Rs. 1,15,500/ As & when 29/09/2020 Functional
(China) Agencies required
5. Patient Trolley M/s. MGMAssociates | 30.03.2015 | Rs. 1,28,000/ a 21/11/2019 Functional
Cum Bed
6. Suction Machine | M/s Monarch M/s D.V. Enterprises | 26.03.2015 |1,15,900+Rs. a 04/02/2019 Functional
surgical
7. a a a a a a 04/02/2019 Functional
8. Cardiac Monitor | M/s SSMed M/s SS Medicabys. (I)) 23.09.2015| Rs.1,81,161/ | As & when 23/01/2021 Functional
Pvt. Ltd. required
9. a a a a 23/01/2021 Functional
10. | Transport Ventilatq M/s ResMed| M/s ResMed India P Lt{ 16.01.2017 | Rs. 3,10,000/ a 06/12/2019 Functional

India Ltd.




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *
1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area- X-RayDepartment
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended [Date of last *Whether If not
Manufacturer Purchase Procurement Frequency Of maintenance [Functional or [functional
Maintenance [check not details of
action taken
1 Ultrasonic M/s Atom M/s Vishal Surgical 06.07.2015 | 1,54,445HPY As & when 20/04/2017 Functional
Nebulizer required
2. Section Machine |M/s Monarch Surg.| M/s D.V. Enterprises | 17.08.2016 Rs.1,15,900/ a 12/07/2019 Functional
(MRI Radiology
Room No. 18)
3. Section Machine |M/s Monarch Surg.] M/s D.V. Enterprises | 17.08.2016 Rs.1,15,900/ a 12/07/2019 Functional
(CT Radiology
Room No. 8)
4. Vein ILLUMINATOR M/s CHRISTIE | M/s Vinay Brotherg 15.04.2015 |Rs. 5,22,900/ As & when 16/04/2017 Functional
USA Diagnostics required
5. | Ultrasonic Nebulizer| M/s Atom M/s Vishal Surgical 20.04.2017 JPY¥ a 20/04/2017 Functional
CT Radiology R. Nc 1,46,722.75
6. |Cardiac Monitor M/s Nihon M/s Nihon Kohden 18/02/2019 | INR2,85,860¢f 10/04/2019 Functional
Kohden India Pvt.| India Pvt. Ltd.
Ltd.
7. a a a a a a 27/01/2021 Functional




1 Not functional ¢ Equipment is not working. *
1 Partly functionalg Equipment is working but some parts are not operational (Natfactory perfect condition).

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area- Blood Bank
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S.No. | Equipment Name | Name of Name Of Supplier Date of Cost of Recommended [Date of last *Whether If not
Manufacturer Purchase Procurement Frequency Of maintenance [Functional or functional
Maintenance [check not details of
action taken
1. | Vein ILLUMINATO| M/s CHRISTIE | M/s. Vinay Brothers 31.03.2014 | Rs. 5,22,900/ As & when 15/02/2021 Functional
USA Diagnostics required




1 Not functional ¢ Equipment is not working. *

1 Partly functionalg Equipment is working but some parts are not operational (Not in factory perfect condition). *

1 Functionalg Equipment and all its parts are fully operational. *

Name of Ward/Area- Psychiatry OPD

S.No. | Equipment Name | Name of Name Of Supplier | Date of Cost of Recommended [Date of last *Whether If not
Manufacturer Purchase Procurement Frequency Of maintenance [Functional or functional
Maintenance [check not details of
action taken
1 Cardiac Monitor | M/s Contec Medical| M/s MHS Medicare | 20.06.2016 | Rs. 1,09,5006/ As & when 25/01/2021 Functional
System, China India. required
2. a a a a a a 25/01/2021 Functional
3. Defibrillator M/s Schiller M/s Schiller 18.10.2016 | Rs. 5,08,305/ a 29/01/2021 Functional

Healthcare (1) P Ltd.

Healthcare Pvt. Ltd.
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